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SECTION  1 


RADIATION  DETECTION  EQUIPMENT  (RDE) 
COMPARATIVE  EVALUATION  TE8T  PROGRAM 


1.1  INTRODUCTION. 

1.2  OBJECTIVE. 

The  objective  of  the  test  program  described  in  this  report  is  to 
evaluate  various  portable,  commercially  available  neutron 
detectors  for  the  purpose  of  determining  their  suitability  for 
START  Treaty  monitoring  applications. 

1.3  BACKGROUND. 

Under  the  terms  of  the  Strategic  Arms  Reduction  Talks  (START) 
Treaty  the  use  of  radiation  detection  equipment  (RD)  is  permitted 
to  determine  that  items  declared  not  to  be  nuclear  warheads  on 
air  launched  cruise  missiles  (ALCM's)  do  not  emit  nuclear 
radiation.  In  addition,  if  inspectors  identify  a  container  large 
enough  to  contain  the  smallest  of  the  declared  nuclear  ALCM 
types,  they  have  the  right  to  have  a  selected  number  of  those 
containers  opened  for  visual  inspection  of  the  interior  of  the 
container.  Further,  a  radiation  source  may  be  introduced  into 
the  interior  of  the  container  and  radiation  measurements  made 
exterior  to  the  container.  The  purpose  of  the  measurement  is  to 
determine  that  the  container  walls  do  not  consist  of  materials 
that  provide  significant  attenuation  of  the  radiation. 

The  precedent  for  radiation  detection  equipment  for  Treaty 
monitoring  activities  was  established  under  the  Intermediate- 
Range  Nuclear  Forces  (INF)  Treaty  wherein  the  distinguishability 
between  the  allowed  SS-25  missile  and  banned  SS-20  missile  was 
accomplished  through  neutron  radiation  detection  methods.  Since 
the  Former  Soviet  Union  accepted  neutron  radiation  detection 
methods  under  INF,  it  is  believed  that  the  same  method  for  START 
application  is  likely  to  be  accepted. 

The  On-Site  Inspection  Agency  (OSIA)  is  the  implementer  of  on¬ 
site  inspections  and  provides  requirements  to  technology 
developers  for  incorporating  selected  features  that  are  desirable 
to  satisfy  operational  requirements.  Procedures  developed  under 
the  Treaty  Protocols  also  introduce  requirements  that  inspection 
equipment  must  satisfy.  The  combination  of  the  technical  task, 
operational  requirements  and  treaty  procedures  usually  places 
significant  demands  on  the  monitoring  equipment. 

The  neutron  sources  that  are  included  as  check-out  and 
standardization  sources  with  the  INF  radiation  detectors  are  the 
sources  of  choice  for  the  ALCM  container  radiation  attenuation 
measurements.  These  neutron  sources  have  low  strengths,  which 
when  coupled  with  potential  attenuation  by  an  intervening 


1 


material,  place  very  stringent  requirements  on  the  neutron 
detection  equipment.  Also,  since  the  treaty-allowed  procedures 
usually  restrict  the  separation  distance  between  the  neutron 
source  and  the  detector  and  the  time  allotted  for  acquiring  data 
is  relatively  short,  the  neutron  detector  sensitivity  must  be 
high. 

The  memorandum  containing  OSIA's  requirements  for  ROE  (presented 
in  Appendix  A)  states  that  the  Russians  do  not  wish  to  use  the 
IMF  ROE  (however,  the  Russians  have  not  suggested  alternative 
ROE)  and  specifies  the  desired  equipment  features  for  alternate 
ROE.  In  order  to  determine  if  the  commercially  available 
equipment  can  satisfy  the  monitoring  requirements,  a  test  program 
was  established  to  evaluate  candidate  instruments. 

The  test  program  consisted  of  three  phases:  (1)  a  screening  test 
designed  to  use  a  readily  accessible  neutron  source  (available  at 
Andrews  Air  Force  Base  (AAFB) )  and  instruments  borrowed  from 
vendors  or  government  agencies  to  perform  a  comparative 
evaluation  test  and  eliminate  obvious  non-performers,  (2)  a  more 
rigorous  comparative  evaluation  test  of  those  instruments 
surviving  the  screening  test,  performed  at  the  Los  Alamos 
Simulation  Facility  (LASF)  where  suitable  calibration  sources  and 
realistic  surrogates  for  the  nuclear  ALCM's  were  available,  and 
(3)  a  field  test  at  an  operational  Air  Force  base,  such  as 
Carswell  AFB,  if  the  results  from  the  LASF  tests  warrant. 

This  volume  of  the  report  describes  the  tests  performed  and  the 
results  obtained  from  the  phase  1  and  2  tests.  Chapter  2 
contains  a  description  of  the  phase  1  (AAFB)  test  procedures, 
test  results,  and  application  of  those  results  in  preparation  for 
the  phase  2  (LASF)  tests.  Chapter  3  contains  descriptive 
information  relative  to  the  phase  2  tests  including  an 
interpretation  of  the  effects  of  a  variety  of  shielding  materials 
on  the  RDE  response.  Appendices  provide  OSIA's  requirements  for 
new  RDE,  vendor  information  on  the  tested  RDE,  and  tables  of  the 
raw  data  from  the  measurements  at  Andrews  AFB  and  the  calibration 
sources  at  LASF.  The  classified  Volume  2  of  this  report  presents 
the  results  of  measurements  of  the  two  "special"  sources  and  the 
application  of  the  measurement  results  to  the  assessment  of  the 
RDE  performance  under  the  provisions  of  the  START  RDE  procedures. 

The  INF  detector  was  the  most  sensitive  of  the  neutron  detectors 
evaluated  in  the  tests. 
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SECTION  2 


PHASE  1  -  SCREENING  TEST 


2.1  OVERVIEW. 

The  screening  tests  were  performed  in  an  aircraft  hangar  at 
Andrews  Air  Force  Base,  HD,  using  a  Californium-252  neutron 
source  in  unmoderated  and  moderated  configurations.  The  neutron 
detection  instruments  were  energized  without  the  neutron  source 
present  to  provide  background  data.  A  pure  gamma-ray  source 
(<0Co)  was  used  to  assure  the  detectors  were  not  responding  to 
gamma-rays.  Two  additional  "qualifying"  tests  were  performed: 

(1)  a  radial  measurement  of  the  neutron  environment  from  the 
source  to  two  meters  to  provide  assurance  that  the  neutron  field 
was  consistent  with  the  "inverse  square"  law,  and  (2)  at  the  one 
meter  distance  from  the  source,  where  the  comparative  evaluation 
data  was  to  be  acquired,  detector  locations  were  established 
approximately  every  85  centimeters  around  that  circumference. 
Measurements  were  made  with  each  instrument  at  each  location  on 
the  circumference  to  assure  no  location  bias  or  scattering  from 
adjacent  instruments.  If  the  results  of  this  latter  test  showed 
no  bias  then  the  one  meter  results  could  be  pooled  for  the 
evaluation  comparison. 

The  following  paragraphs  provide  additional  details  concerning 
the  radiation  sources,  the  neutron  detection  instruments,  the 
test  geometry,  the  test  procedures,  and  the  methods  used  in  the 
data  analysis. 

2 . 2  RADIATION  SOURCES . 

2.2.1  Neutron  Source . 

The  252Cf  neutron  source  emitted  2.0  x  106  (plus  or  minus  15%) 
neutrons  per  second.  The  source  also  contained  400  microcuries 
of  133Ba  and  20  microcuries  of  137Cs.  The  source  was  encapsulated 
in  a  small  stainless  steel  vial,  and,  for  the  purposes  of  this 
test  was  considered  to  be  a  point  source. 

2.2.2  Gamma-Ray  Source. 

The  *°Co  gamma-ray  source  was  3.1  millicuries  and  was 
encapsulated  in  a  manner  similar  to  the  292Cf.  This  was  also 
considered  to  be  a  point  source  for  the  purposes  of  this  test. 

2.3  RADIATION  DETECTION  EQUIPMENT. 

Table  2-1  lists  the  neutron  detectors  tested  and  summarizes  some 
of  the  more  important  characteristics.  Figures  2-1  through  2-7 
depict  the  individual  instruments  and  Appendix  B  contains 
descriptive  literature  for  each  instrument. 
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Table  2-1.  RDE  instruments. 
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Figure  2-2.  Ludlum  Model  15  neutron  detector 
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Figure  2-4.  Ludlum  Model  42-9  neutron  detector. 


Figure  2-5.  Jomar  Model  JSP-12  neutron  detector. 
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Figure  2-7.  Bubble  dosimeters. 
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It  should  be  noted  that  the  bubble  dosimeter  is  an  unmoderated, 
passive  device  and  can  be  read  by  \isually  counting  the  bubbles 
that  are  formed  by  the  neutron  interactions.  The  remaining 
instruments  all  utilize  a  nuclear  reaction  that  has  a  peak 
response  to  thermal  neutrons.  Thus,  all  of  the  remaining 
instruments,  except  the  TSA  NNV-470As,  surrounds  the  detector 
element  with  a  thickness  of  polyethylene  to  moderate  the  incident 
fast  neutrons  and  are  used  primarily  for  health  physics  purposes. 
The  TSA  NNV-470AS  is  a  special  purpose  instrument  and  was 
intentionally  designed  without  a  moderator. 

It  should  also  be  noted  that,  since  the  instruments  were 
borrowed,  some  of  the  electronics  associated  with  each  detector 
did  not  provide  a  digital  readout  that  would  have  been  preferred 
for  the  test.  In  particular,  the  Ludlum  Model  15  and  the  Ludlum 
Model  42-9  contained  electronic  analog  readout  devices  that 
required  the  individual  performing  the  measurement  to  interpret  a 
vibrating  needle  on  a  scale  that  was  labelled  in  either  mrem/hr 
or  1000s  of  counts/minute.  The  interpretation  of  the  needle 
position  introduced  some  uncertainty  that  would  not  be  present 
with  a  digital  readout  device.  Further,  a  transformation  of  the 
analog  data  was  necessary  in  order  to  provide  results  that  could 
be  used  on  a  comparative  basis.  This  transformation  is  described 
in  detail  in  paragraph  2.6.1.  Finally,  the  TSA  NNV-470As  had  a 
built-in  preset  counting  interval  of  20  seconds,  therefore, 
additional  readings  were  taken  to  provide  comparable  statistics 
as  those  associated  with  the  other  instrument  readings. 

2 . 4  TEST  GEOMETRY . 

Figure  2-8  shows  the  test  geometry  for  the  unmoderated  neutron 
source  exposures.  The  neutron  source  was  positioned  approximately 
one  meter  above  the  hangar  floor  in  a  thin-walled  aluminum  can. 
The  RDE  were  positioned  on  relatively  lightweight  aluminum  and 
steel  aircraft  maintenance  platforms  with  each  instrument  located 
at  one  meter  from  the  source.  Figure  2-9  shows  the  same 
geometry  for  the  moderated  neutron  source  exposures.  Background 
and  gamma-ray  sensitivity  measurements  were  made  in  the  same 
geometry  without  the  neutron  source  present  and  with  the  60Co 
source  replacing  the  neutron  source,  respectively. 

The  radial  measurements  (Figure  2-10)  were  made  by  measuring  and 
marking  measurement  locations  on  the  hangar  floor,  affixing  an 
RDE  to  a  step  on  a  stepladder  at  the  proper  height  above  the 
floor,  and  using  a  plumb  bob  to  assure  positive  positioning  of 
the  detector. 

2 . 5  TEST  PROCEDURES . 

Multiple  readings  of  each  instrument  were  made  at  each 
measurement  location.  Those  instruments  that  were  equipped  with 
the  analog  meters  were  read  by  an  individual,  who  then  left  the 
area,  returned  to  the  instrument  after  a  few  minutes,  and  reread 
the  instrument.  This  approach  eliminated  a  fixed  meter  image  in 
an  individual's  mind  and  provided  independent  readings.  The 
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Figure 


procedure  was  repeated  at  least  three  times  for  each  instrument 
and  measurement  position.  Since  there  were  a  number  of 
differentindividuals  supporting  the  tests,  instrument  assignments 
were  varied  in  an  attempt  to  minimize  individual  induced  bias  in 
the  readings.  Of  course,  for  the  digital  readouts  the  actual 
number  of  counts  displayed  for  the  preset  accumulation  time, 
typically  100  seconds,  was  recorded;  except  the  TSA  NNV-470AS, 
which  had  a  built-in  preset  recording  time  of  20  seconds. 

2.6  DATA  ANALYSIS. 

2.6.1  Analog  to  Digital  Transformation. 

The  Ludlum  Model  12-4  had  an  analog  display  scaled  in  units  of 
mrem/hr.  Using  Table  2-2,  the  appropriate  analog-to-digital 
transformations  were  performed. 

Table  2-2.  Neutron  flux  dose  equivalents. 


Neutron  Number  of  neutrons 

Energy  per  cm2  equivalent  to 

(Mev)  a  dose  of  1  rem 

(neutron/cm2) 

Thermal 

970 

X 

106 

0.0001 

720 

X 

106 

j  0.005 

820 

X 

106 

0.02 

400 

X 

10s 

0.1 

120 

X 

106 

0.5 

43 

X 

106 

1.0 

26 

V 

106 

2.5 

29 

X 

10s 

5.0 

26 

X 

106 

7.5 

24 

X 

10* 

10 

20 

X 

106 

10  to  30 

14 

X 

106 

1  This  table  was  extracted  from  a  table 
provided  by  Ludlum  Measurements,  Inc. 


If  it  is  assumed  that  the  moderated  252Cf  source  corresponds  to  a 
neutron  energy  of  approximately  0.5  Mev,  the  neutron  flux  dose 
equivalent  to  1  mrem/hr  can  then  be  calculated  using  the  data  in 
Table  2-2.  Note  that  the  conversion  factor  is  given  in  rem  and 
our  data  are  recorded  in  mrem/hr.  For  a  given  moderated  source 
measurement,  the  following  calculation  was  performed  to  obtain 
the  proper  units  (i.e.,  for  comparison  with  other  instruments, 
counts  per  second) : 

(Measurement  in  mrem/hr)  x  (43  x  103  n/cm2 /mrem)  x  1  hr 

3600  s 
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Similarly,  unmoderated  source  measurement  transformations  were 
performed  using  an  assumed  2.0  Mev  for  neutron  energy  and 
interpolating  the  data  in  Table  2-2  to  get : 

(Measurement  in  mrem/hr)  x  (28  x  103  n/cnf/mrem)  x  1  hr 

3600  s 

The  Ludlum  Model  15  also  had  an  analog  meter,  however,  as  noted 
in  Section  2.1.3,  the  meter  was  scaled  for  thousands  o'f  counts 
per  minute  (rather  than  mrem/hr) .  Although  not  quantified  in  the 
data  analyses,  analog  readings  introduced  additional  uncertainty 
in  the  tests  using  these  detectors. 

2.6.2  Data  Processing. 

Recorded  counts  using  each  of  the  detectors  (both  analog  and 
digital  types  of  meters)  were  converted  to  a  common  count  rate  of 
cotints  per  second  in  the  data  analysis.  Average  count  rates  were 
then  computed. 

2.6.3  Uncertainty  Analysis. 

Uncertainty  analysis  was  performed  for  presenting  comparative 
results  and  estimating  LASF  performance  for  each  detector. 
Uncertainty  factors  were  calculated  incorporating: 

•  Uncertainty  associated  with  the  source  strength 
Given:2  Factor  *  0.15  of  source  strength 

•  Uncertainty  associated  with  a  single  recorded 
count 

Calculated:  Factor  -  (recorded  count  rate) 1,2 

recorded  count  rate 

•  Uncertainty  associated  with  an  average  of  multiple 
recorded  counts 

Calculated:  Factor  =  (standard  deviation) 

average  count  rate 

2.7  RESULTS  AND  DISCUSSION. 

The  following  sections  contain  summary  tables  of  the  data 
gathered  at  Andrews  Air  Force  Base.  A  complete  listing  of  all 
data  obtained  is  contained  in  Appendix  C. 

2.7.1  Background  Measurements. 

Table  2-3  is  a  summary  of  the  background  results;  not  all 
detectors  were  available  when  the  primary  background  measurements 
were  made.  The  results  indicate  a  very  low  background  and  when 


*This  uncertainty  factor  was  obtained  from  a  data  sheet 
provided  by  the  supplier  of  the  2S2Cf  source. 
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compared  with  the  count  rates  of  the  detectors  when  exposed  to 
the  neutron  sources,  the  background  can  be  ignored. 


Table  2-3.  Background  measurement  summary. 


Detector 

Average 
Counts  Per 
Second 
(cps) 

Number  of 
Measurements 
(n)  • 

Ludlum  Model  15 

0.35 

11 

TSA  NNV-470AS 

0.03 

16 

Ludlum  Model  12-4 

1 

1 

Jomar  Model  JSP-12 

1 

1 

Ludlum  Model  42-9 

1 

1 

INF 

0.96 

6 

1  Detector  not  available  at  time  background 
measurements  were  taken. 

2.7.2  Gamma-Ray  Sensitivity  Measurements. 

Table  2-4  contains  the  results  of  the  detectors  exposed  to  the 
60Co  gamma-ray  source.  These  results  indicate  count  rates 
comparable  to  the  background  count  rates,  therefore  the  detectors 
are  not  responding  to  gamma-rays.  Thus,  these  data  were  used  to 
represent  background  for  those  detectors  that  were  not  available 
for  the  initial  background  measurements. 


Table  2-4 .  Gamma-ray 

measurement  summary . 

Detector 

Counts  Per  Second 
(cps) 

Ludlum  Model  15 

1.03 

TSA  NNV-470AS 

0.10 

Ludlum  Model  12-4 

0.00 

Jomar  Model  JSP-12 

o 

cr* 

Ludlum  Model  42-9 

0.00 

INF 

1 

1  The  count  rates  presented  in  Table  2-4  are  based  on  a  single 
measurement  for  each  detector.  Although  unavailable  for  this  set 
of  measurements,  the  INF  detector  was  previously  tested  by  the 
Sandia  National  Laboratory  (SNL)  and  demonstrated  gamma-ray 
insensitivity. 
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2.7.3  Radial  Measurements. 

The  purpose  of  the  radial  measurements  was  to  assure  that  there 
were  no  large  deviations  from  the  expected  behavior  of  the 
neutron  radiation  field  in  the  vicinity  where  the  comparative 
evaluation  measurements  would  be  made.  Ideally,  it  is  expected 
that  the  radiation  field  will  decrease  with  distance  in 
accordance  with  the  inverse  square  law.  However,  since  the 
measurements  were  not  made  in  a  vacuum  with  a  perfect  source  or 
with  perfect  detectors,  the  radial  measurement  of  the  radiation 
field  is  not  expected  to  be  exact.  Only  the  Ludlum  Model  15  and 
INF  detector  were  used  for  the  radial  measurement  since  the  goal 
was  to  assess  the  radiation  field  and  not  to  evaluate  the 
detectors . 

Table  2-5  lists  the  results  of  the  radial  measurements,  and  the 
last  column  contains  results  normalized  to  the  one  meter  distance 
measurement  (Note:  the  value  of  k  in  Table  2-5  would  be  constant 
for  the  ideal  case) .  It  can  be  seen  that  the  adjacent 
measurements  deviate  from  the  one  meter  measurement  by  no  more 
than  twenty  percent;  this  is  an  acceptable  result  and  there  is  no 
evidence  of  large  (factor  of  2)  deviations  from  the  ideal 
behavior . 


Table  2-5.  Radial  measurement  summary. 


Detector 

(Source  Moderation) 

m 

Average 

cps2 

n3 

k4 

k/kioo 

Ludlum  Model  15 

62.6 

9 

6.61 

X 

104 

0.82 

(Unmoderated) 

27.5 

9 

6.87 

X 

104 

0.85 

75.0 

12.5 

9 

7.01 

X 

104 

0.87 

100 

8.09 

9 

8.09 

X 

104 

1.00 

125 

5.31 

9 

8.30 

X 

104 

1.03 

150 

4.46 

9 

1.00 

X 

105 

1.24 

200 

2.47 

9 

9.87 

X 

104 

1.22 

INF 

75 

1000 

3 

5.63 

X 

10* 

0.85 

(Unmoderated) 

663 

3 

6.63 

X 

10‘ 

1.00 

150 

352 

3 

7.92 

X 

10* 

1.19 

200 

227 

3 

9.08 

X 

10* 

1.37 

Ludlum  Model  15 

50.0 

31.7 

3 

7.93 

X 

104 

0.86 

(Moderated) 

75.0 

16.1 

3 

9.06 

X 

104 

0.98 

77.0 

15.3 

3 

9.07 

X 

104 

0.98 

100 

9.22 

6 

9.22 

X 

104 

1.00 

125 

6.53 

6 

1.02 

X 

105 

1.11 

150 

4.83 

6 

1.09 

X 

10s 

1.18 

200 

2.83 

3 

1.13 

X 

10s 

1.23 

xr  is  distance  of  detector  from  the  source 

2cps  is  counts  per  second 

3n  is  the  number  of  measurements. 

4k  is  the  product  of  average  cps  and  r2. 
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2.7.4  Measurement  Position  Sensitivity. 


As  previously  stated/  the  detectors  were  placed  one  meter  from 
the  neutron  source.  Simultaneous  measurements  could  be  made 
along  this  arc  with  detector  separation  distances  of 
approximately  85  centimeters  (see  Figure  2-11) .  To  assure  that 
such  separation  distances  were  adequate  to  prevent  neutron 
scatter  from  one  detector  into  an  adjacent  detector,  the 
detectors  were  exposed  at  each  of  the  arc  locations  with 
different  neighboring  detectors.  The  results  of  these 
measurements  for  both  unmoderated  and  moderated  sources  are 
summarized  in  Tables  2-6  and  2-7  respectively.  The  positions 
labeled  A  through  F  in  the  following  tables  refer  to  locations 
identified  on  Figure  2-11. 


E 


Figure  2-11.  Position  sensitivity  test  geometry. 
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Table  2-6.  Position  sensitivity  with  an  unmoderated  source. 


Position 

A 

_ B _ 

_ £ _ 

_ 0 _ 

E 

_E 

Overall 

Average 

Datactor 

Average  Counts  Par 
(number  of  measuri 

Second 

ments) 

Ludlum  Modal  IS 

5.8 

6.6 

8.9 

6.7 

6.7 

6.1 

6.8 

(3) 

(6) 

(6) 

(3) 

(3) 

(6) 

(27) 

TSA  NNV-470AS 

4.3 

4.7 

4.9 

4.7 

4.4 

4.5. 

4.6 

(6) 

(3) 

(6) 

(6) 

(3) 

(3) 

(27) 

Ludlum  Modal  12-4 

13 

12 

13 

13 

13 

13 

13 

(3) 

(3) 

(3) 

(4) 

(3) 

(3) 

(19) 

Jomar  Modal  JSP-12 

(1) 

(1) 

<1> 

320 

310 

320 

320 

(3) 

(3) 

(3) 

(9) 

Ludlum  Model  42-9 

2.1 

(1) 

(1) 

2.4 

(1) 

2.2 

2.2 

(3) 

(3) 

(3) 

(9) 

Bubble  Dosimeter 

<1> 

0.02 

(1) 

(1) 

0.02 

(1) 

0.02 

(10) 

(10) 

(20) 

Linf 

.2 

2 

1  No  measurement 

2  Detector  not  available 


Table  2-7.  Position  sensitivity  with  a  moderated  source. 


Detector/Position 

A 

B 

C 

D 

E 

F 

Overall 

Average  Counts  Per 

Second 

Average 

(number  of 

measurements) 

Ludlum  Model  IS 

9.0 

9.1 

9.1 

8.4 

9.3 

9.4 

9.1 

(6) 

(6) 

(6) 

(6) 

(6) 

(6) 

(36) 

TSA  NNV-470AS 

18 

19 

20 

18 

19 

19 

19 

(6) 

(6) 

(6) 

(6) 

(6) 

(6) 

(36) 

Ludlum  Model  12-4 

13 

14 

16 

13 

14 

14 

14 

(7) 

(6) 

(6) 

(6) 

(6) 

(6) 

(37) 

Jomar  Model  JSP-12 

290 

290 

280 

270 

280 

280 

280 

(6) 

(6) 

(6) 

(6) 

(6) 

(6) 

(36) 

Ludlum  Model  42-9 

3.5 

3.4 

3.1 

3.5 

3.1 

3.6 

3.4 

(6) 

(6) 

(6) 

(6) 

(6) 

(6) 

(36) 

Bubble  Dosimeter 

0.02 

0.02 

(1) 

(1) 

(1) 

(1) 

0.02 

(10) 

(10) 

(20)  ! 

INF 

2 

2 

1  No  measurement 

2  Detector  not  available 


It  is  clear  from  these  tables  that  there  is  no  measurable  effect 
of  arc  location  on  the  results  of  any  particular  detector.  This 
result  permits  the  pooling  of  all  one-meter  distance  measurements 
for  the  purpose  of  doing  the  comparative  evaluation. 


2.7.5  Comparative  Evaluation . 


Tables  2-8  and  2-9  contain  the  summary  results  of  the 
measurements  made  at  one  meter  from  the  unmoderated  and  moderated 
sources,  respectively.  It  is  evident  that  the  bubble  dosimeter 
is  highly  insensitive  and  those  detectors  with  the  largest 
sensitive  area  have  the  larger  count  rates.  It  is  also  evident 
that  the  TSA  NNV-470AS  detector,  with  no  inherent  moderation,  has 
a  larger  count  rate  for  the  moderated  neutron  source.  Also, 
except  for  the  Jomar  JSP-12  detector  which  is  heavily  moderated, 
the  remaining  detectors  show  only  a  modest  change  in  the  count 
rate  between  the  unmoderated  and  moderated  neutron  source.  All 
of  these  results  are  consistent  with  expectations.  The 
efficiency  in  column  4  is  expressed  as  counts  per  second  per 
neutron  per  second  (cps/nps) . 


Table  2-8.  Summary  of  lm  results  with  unmoderated  source. 


Detector 

Average 

cps 

n 

Efficiency 

cps/nps 

Uncertainty 

Factor 

Ludlum  Model  15 

7.44 

36 

3.72  x  10_< 

0.21 

TSA  NNV-470AS 

4.60 

27 

2.30  x  10"‘ 

0.18 

INF 

663 

3 

3.32  x  10“4 

0.15 

Ludlum  Model  12-4 

13.0 

19 

6.51  x  10~‘ 

0.17 

Jomar  Model  JSP-12 

322 

9 

1.61  x  10-4 

0.15 

Ludlum  Model  42-9 

2.21 

9 

1.10  x  10~‘ 

00 

H 

• 

o 

Bubble  Dosimeter 

0.0190 

20 

9.52  x  10-» 

0.35 

Table  2-9.  Summary  of  lm  results  with  moderated  source. 


Detector 

Average 

cps 

n 

Efficiency 

cps/nps 

Uncertainty 

Factor 

Ludlum  Model  15 

9.08 

42 

4.54  x  10'6 

0.17 

TSA  NNV-470AS 

18.7 

36 

9.35  x  10"6 

0.16 

INF 

1209 

12 

6.05  x  10-4 

0.15 

Ludlum  Model  12-4 

13.9 

37 

6.96  x  10~‘ 

0.23 

Jomar  Model  JSP-12 

285 

18 

1.42  x  10-4 

0.15 

|  Ludlum  Model  42-9 

3.38 

18 

1.69  x  10-‘ 

0.20 

|  Bubble  Dosimeter 

0.0177 

20 

8.86  x  10"* 

0.49 

Since  the  purpose  of  the  tests  was  to  permit  selection  of 
detectors  for  further  evaluation  at  the  Los  Alamos  Simulation 
Facility,  the  following  procedure  was  used  to  estimate 
performance  at  LASF: 

(1)  A  relative  efficiency  factor  was  calculated  for  each 
detector  based  on  the  results  of  the  moderated  neutron  source 
measurements  at  one  meter  distance.  The  assumption  was  made  that 
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the  energy  distribution  of  the  neutrons  from  the  moderated  252Cf 
was  a  reasonable  representation  of  the  energy  spectrum  from  an 
Am (Li)  neutron  source.  This  is  probably  not  a  very  good 
assumption  but  the  moderated  source  spectrum  is  certainly  closer 
to  the  Am (Li)  spectrum  than  the  unmoderated  source  spectrum.  The 
factor  was  calculated  by  dividing  the  count  rate  of  each  detector 
by  the  2S2Cf  source  strength  to  give  the  number  of  counts  per 
second  per  unit  source  strength. 

(2)  The  efficiency  factor  was  multiplied  by  the  Am (Li) 
source  strength  (1750  n/s)  expected  from  the  LASF  source  to  give 
an  expected  net  count  rate. 

(3)  The  count  rate  was  multiplied  by  100  to  provide  an 
estimate  of  the  number  of  expected  counts  in  a  100  second 
counting  interval. 

(4)  An  uncertainty  in  the  estimated  counts  per  100  seconds 
was  calculated  by  taking  the  square  root  of  the  estimate  and 
combining  that  through  the  root-mean-square  procedure  with  the 
uncertainties  of  the  Andrews  source  strength  and  detector 
measurements . 

Table  2-10  summarizes  the  expected  results  at  LASF  with  the 
associated  uncertainty . 


Table  2-10.  Ex 

pected  results  at 

LASF. 

Detector 

Counts  per  100s 

Uncertainty 

Factor 

Ludlum  Model  15 

0.79 

1.14 

TSA  NNV— 4  7 OAs 

1.64 

o 

• 

00 

o 

INF 

106 

0.18 

Ludlum  Model  12-4 

1.22 

0.93 

Jomar  Model  JSP-12 

24.9 

0.25 

Ludlum  Model  42-9 

0.30 

1.85 

Bubble  Dosimeter 

0.002 

• 

in 

CM 

2.8  SUMMARY. 

The  opportunity  to  expose  various  portable,  commercially 
available  neutron  detectors  to  the  252Cf  neutron  source  at  Andrews 
AFB  provided  valuable  data  that  permitted  an  informed  selection 
of  detectors  to  test  further  at  the  Los  Alamos  Simulation 
Facility.  The  results  presented  in  Table  2-10  clearly  indicate 
that  the  bubble  dosimeter  is  much  less  sensitive  than  any  of  the 
other  detectors.  Also,  it  is  clear  that  the  INF  and  Jomar  Model 
JSP-12  are  the  most  sensitive  detectors.  The  TSA  NNV— 4 7 OAs  and 
the  three  Ludlum  detectors  are  at  best  marginal.  However,  the 
results  are  calculated  for  a  counting  time  of  100  seconds  and  a 
measurement  distance  of  one  meter;  changing  these  parameters  to 
twice  the  counting  time  and  one-half  the  measurement  distance 
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increases  the  accumulated  cotints  by  a  factor  of  eight.  Thus, 
these  four  detectors  become  worthy  of  additional  testing. 

The  detectors  recommended  for  testing  at  the  Los  Alamos 
Simulation  Facility  were:  (1)  INF,  (2)  Jomar  Model  JSP-12,  (3) 

TSA  NNV-  470As,  (4)  Ludlum  Model  12-4,  and  (5)  Ludlum  Model  42-9. 


It  should  be  noted  that  the  only  difference  between  the  Ludlum 
Model  42-9  and  the  Ludlum  Model  15  is  the  Ludlum  Model  42-9  is 
equipped  with  a  digital  readout  which  is  the  preferred  readout 
device.  Thus,  the  Ludlum  Model  42-9  is  the  choice  for  additional 
testing  even  though  the  Ludlum  Model  15  appears  to  have  the 
greater  sensitivity;  this  may  be  due  to  the  tendency  to  interpret 
the  analog  indicator  on  the  high  side  plus  the  additional 
uncertainty  introduced  by  the  necessary  conversion  of  mrem/hr  to 
counts  per  second. 
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SECTION  3 


PHASE  2  -  LASF  TE8T8 


3.1  OVERVIEW. 

The  LASF  is  located  at  Tachnical  Araa  18  (TA-18)  of  the  Los 
Alamos  National  Laboratory.  Ths  LASF  is  a  large  Butler-type 
building  with  thin  metal  walls  and  a  thin  metal  floor' in  a  major 
portion  of  the  building  that  provides,  essentially,  a  "zero- 
scatter"  environment  for  neutron  sources.  Neutron  sources  used 
were  of  two  types:  (1)  calibration  and  (2)  "special".  The 
calibration  sources  were  252cf  and  two  Am (Li)  sources  of  different 
strengths.  Two  "special"  sources  (see  classified  companion 
report)  were  also  used.  Measurements  were  made  with  four 
different  neutron  detectors  at  separation  distances  from  the 
source  ranging  from  50  centimeters  to  two  meters.  Measurements 
were  also  made  with  shielding  materials  of  cadmium,  wood, 
polyethylene,  and  borated  polyethylene  placed  between  the  source 
and  detector. 

The  following  paragraphs  provide  additional  details  about  the 
various  tests  conducted  at  LASF. 

3.2  NEUTRON  SOURCES. 

3.2.1  Calibration  Sources . 

The  252Cf  source  strength  was  1.80  x  10‘  neutrons  per  second, 
calibrated  on  25  July  1990  to  an  uncertainty  of  1.65  percent. 
Source  strength  at  the  time  of  the  measurements  was  5.88  x  10s 
neutrons  per  second.  The  two  Am(Li)  sources  emitted  1.75  x  103 
and  4.9  x  10s  neutrons  per  second,  respectively.  They  will  be 
referred  to  as  the  "weak"  and  "strong"  Am  (Li)  sources, 
respectively.  These  three  sources  are  "point"  sources. 

3.2.2  "Special"  Sources. 

The  "special"  neutron  sources  are  described  in  Volume  2  of  this 
report . 

3.3  RADIATION  DETECTION  EQUIPMENT. 

Five  detectors  were  recommended  as  a  result  of  the  Phase  I  tests. 
However,  a  Ludlum  Model  12-4  was  not  available  for  testing  at 
LASF,  therefore  only  the  following  four  neutron  detectors  were 
included  in  the  test:  (1)  the  INF  detector,  (2)  the  Jomar  Model 
JSP-12 ,  (3)  the  Ludlum  42-9,  and  (4)  the  TSA  NNV-470AS.  Table  2- 
1  summarizes  the  important  features  of  these  detectors. 
Descriptive  literature  on  the  detectors  is  contained  in  Appendix 
B.  These  instruments  are  depicted  in  Figures  2-1,  2-5,  2-4,  and 
2-6,  respectively. 


25 


It  should  be  noted  that  all  of  these  detectors  were  equipped  with 
digital  readout.  The  INF  detector  had  a  built-in  100-second 
counting  time  and  the  TSA  NNV-470AS  had  a  20-second  built-in 
counting  time.  The  Jomar  Model  JSP-12  had  an  adjustable  counting 
time,  which,  for  these  tests  was  set  at  100  seconds.  The  Ludlum 
42-9  with  the  Model  2221  scaler  had  adjustable  counting  times 
ranging  from  0.1  minutes  to  ten  minutes;  it  was  set  at  two 
minutes  for  these  tests. 

3.4  TEST  GEOMETRY . 

Figure  3-1  shows  the  test  geometry  for  the  calibration  source 
with  the  four  neutron  detectors  arranged  on  the  quadrant  template 
provided  by  the  LASF  staff.  All  measurements  with  the 
calibration  sources  were  made  using  this  template  for  separation 
distances  of  one  meter  or  less.  Selected  radial  lines  were 
extended  beyond  the  template  to  provide  separation  distances  up 
to  two  meters.  A  similar  arrangement  included  various  quantities 
of  shielding  materials  inserted  between  the  source  and  detectors. 

Figure  3-2  is  representative  of  the  geometry  of  the  tests  with 
the  "special"  sources.  This  figure  displays  the  detectors 
located  at  one  meter  from  the  centerline  of  the  source  with  two 
inches  of  polyethylene  between  the  source  and  detectors.  Also, 
detectors  were  interchanged,  at  the  one  meter  separation 
distance,  among  the  oc sit ions  to  determine  if  measurement 
symmetry  was  achieved  in  either  the  axial  or  azimuthal 
directions. 

3 . 5  TEST  PROCEDURES . 

Multiple  readings  of  each  instrument  were  made  at  each 
measurement  location.  The  TSA  NNV-470As  was  read  several  times 
at  each  location,  while  the  remaining  instruments  were  read  a 
minimum  of  three  times  at  each  location.  The  background 
measurements  were  made  in  the  typical  measurement  geometry  with 
the  neutron  sources  removed. 

The  shielding  materials  consisted  of  1.6mm-thick  cadmium  sheets, 
0.635cm-  and  1.905cm-thick  pieces  of  plywood,  2.54cm-  and  5.08cm- 
thick  slabs  of  polyethylene,  and  5.08cm-thick  borated  (5%  by 
weight  of  natural  boron)  polyethylene  bricks.  These  were 
arranged  singly  and  in  combination  between  the  Am (Li)  neutron 
sources  and  each  detector. 

Measurements  were  made  of  the  "special"  sources  with  no  shielding 
material  and  with  a  5. 08cm- thick  sled?  of  polyethylene  adjacent  to 
the  source  and  detectors  at  one-  and  two-meter  separation 
distance.  A  measurement  was  also  made  at  a  50-centimeter 
separation  distance  with  no  shielding  material. 
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3.6  DATA  ANALYSIS. 

3.6.1  Data  Processing. 

Recorded  counts  using  each  of  the  detectors  were  converted  to  a 
common  count  rate  of  counts  per  second.  Average  count  rates  were 
then  computed. 
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Figure  3-1 .  Test  geometry  for  calibration  source  measurements. 
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Figure  3-2.  Test  geometry  for  “special”  source  measurements. 


3.6.2  Uncertainty  Analysis. 

Uncertainty  analysis  was  performed  for  presenting  comparative 
results.  However,  since  the  background  level  was  significantly 
higher  at  LASF  than  in  the  AAFB  tests  (see  Section  3.7.1), 
analyses  were  performed  to  address  varying  background  levels. 

For  example,  in  tests  which  were  repeated  at  different  times  of 
the  day  (i.e.,  using  the  same  source  and  test  configuration) 
average  net  counts  per  second  were  computed  to  reflect  recorded 
or  "total"  counts  minus  the  background  counts. 

For  example,  in  a  case  where  measurements  were  taken  in  the 
morning  at  one  background  level,  net  counts  were  computed; 
similarly,  for  afternoon  data  collection  at  a  different 
background  level  (but  for  the  same  type  of  test)  net  counts  were 
also  computed.  Next,  an  average  of  both  morning  and  afternoon 
net  counts  was  calculated  and  the  uncertainty,  i.e.,  the  standard 
deviation  of  the  net  counts  was  determined.  (Note :  For  those 
tests  conducted  one  time  only,  total  counts  were  averaged  and  a 
single  average  background  value  was  subtracted  from  that  total  to 
determine  the  net  count  value . ) 

3.7  RESULTS  &  DISCUSSION. 

The  following  sections  contain  summary  tables  of  the  data 
obtained  during  the  tests  at  the  Los  Alamos  Simulation  Facility. 

A  compilation  of  all  the  data  obtained  from  the  calibration 
sources  is  presented  in  Appendix  D. 

3.7.1  Background  Measurements . 

Background  measurements  were  taken  several  times  throughout  the 
duration  of  the  test  period.  A  summary  of  the  background 
measurement  results  is  contained  in  Table  3-1 .  It  should  be 
noted  that  these  background  results  are  considerably  greater, 
especially  for  the  more  sensitive  instruments  such  as  the  INF  and 
Jomar  Model  JSP-12,  than  similar  results  from  the  Andrews  AFB 
tests.  Also,  as  can  be  seen  from  the  data  in  Table  3-1,  the 
background  changed  significantly  during  the  test  period;  as 
neutron  sources  were  introduced  into  the  LASF,  although  displaced 
by  15  meters  or  more  from  the  measurement  location,  they 
apparently  still  contributed  to  the  background.  Again,  this  is 
more  pronounced  for  the  more  sensitive  detectors. 

Since  the  background  is  significant,  especially  for  those 
measurements  with  the  "weak"  Am (Li)  neutron  source  and  for  the 
measurements  with  significant  thicknesses  of  shielding  material, 
the  background  was  subtracted  from  all  measurements.  The  average 
background  for  each  detector  resulting  from  the  background 
measurements  closest  in  time  to  particular  source  measurements 
was  used  as  the  appropriate  background  for  these  measurements . 
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Table  3-1.  Background  measurements. 


(1)  n-number  of  measurements  used  to  calculate  the  average  background. 


3.7.2  Calibration  Source  Measurements. 


3. 7. 2.1  ^2rf  Measurements.  Measurements  were  made  with  a 
calibrated  “2Cf  source  to  provide  a  tie  point  to  the  Andrews  AFB 
measurements.  The  results  of  these  measurements  are  presented  in 
Table  3-2 .  The  calculated  efficiencies  contained  in  Table  3-2 
agree  favorably  with  similar  calculations  for  Andrews  AFB 
measurements  (Table  2-7)  when  the  large  uncertainty  in  the 
Andrews  AFB  252Cf  source  is  considered. 


Table  3-2.  Unshielded  calibration  source  measurement  summary. 

252Cf  at  lm 


Detector 

Average 

Total 

cps 

Average 

Background  (BG) 
cps 

Average  Net 
cps 

(Total  -  BG) 

Efficiency 

(cps/nps) 

TSA  NNV-470AS 

1.58 

0.150 

1.43 

2.60  x  10"* 

Ludlum  Model  42-9 

0.767 

0.0292 

0.738 

1.21  x  10'* 

Jomar  Model  JSP- 
12 

129 

0.730 

128 

2.18  x  10M 

INF 

270 

6.86 

263 

4.47  x  10*" 

Table  3-3  presents  the  results  of  the  inverse  square  law 
measurements  that  were  performed  with  the  252Cf.  These  results 
are  similar  to  those  obtained  at  Andrews  AFB  (see  Table  2-5)  and 
there  is  no  evidence  of  unusual  behavior  in  the  neutron 
environment . 


Table  3-3.  Radial  measurement  summary  for  INF  neutron  detector. 


r 

(cm) 

Net  cps 

*  (Total  Recorded  Counts  -  Background)  /  100s 
Background  *  384  Counts 

k 

(Net  cps  x 
r>) 

k/k^QQ 

50 

71.7 

1.79  x  10s 

wnerrm 

75 

36.4 

2.05  x  10s 

0.909 

100 

22.5 

2.25  x  105 

1.00 

125 

14.6 

2.28  x  10s 

1.01 

150 

10.8 

2.42  x  10s 

1.08 

200 

6.61 

2.64  x  10s 

1.17 

3. 7. 2. 2  Am (Li)  Measurements  -  Unshielded  Source.  Table  3-4 
presents  the  summary  results  of  the  measurements  made  at  one 
meter  distance  from  the  unshielded  weak  Am (Li)  source.  The 
comparison  of  the  measured  net  counts  in  100  seconds  for  the  weak 
Am (Li)  source  with  the  expected  counts  in  100  seconds  predicted 
from  the  moderated  252Cf  measurements  at  Andrews  AFB  (see  Table  2- 
9)  indicate  that  for  the  INF  and  Jomar  Model  JSP-12  detectors  the 
measurements  were  greater  than  predicted  by  approximately  50 
percent.  This  is  not  an  unreasonable  agreement  since  the 
moderated  252Cf  source  is  not  representative 
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of  the  Am (Li)  neutron  energy  distribution.  Results  from  the  TSA 
NNV-470AS  and  Ludlum  Model  42-9  were  not  statistically  different 
from  background,  thus  no  meaningful  comparison  of  the  measured 
and  predicted  results  can  be  made. 


Table  3-4.  "Weak"  Am (Li)  measurement  summary 
lm  from  unshielded  source. 


1  Detector 

Average 

Counts  per  100s 

Uncertainty 

TSA  NNV-470AS 

(1) 

N/A 

Ludlum  Model  42-9 

(1) 

N/A 

Jomar  Model  JSP-12 

41.0 

9.2% 

INF 

143 

10% 

1  Not  statistically  different  than  background. 


Table  3-5  contains  detector  efficiencies  at  one  meter  distances 
calculated  from  the  measurements  of  the  "weak”  and  "strong" 

Am (Li)  sources.  Table  3-6  contains  similar  information  for  a 
one-half  meter  measurement  distance.  Only  the  Ludlum  Model  42-9 
and  TSA  NNV-470AS  were  exposed  at  the  one-half  meter  distance 
since  adequate  statistics  were  obtained  at  the  one  meter  distance 
with  the  other  two  detectors.  It  is  emphasized  that  each 
calculated  efficiency  applies  only  to  that  detector  at  that 
measurement  distance  for  that  particular  type  source.  Any  change 
in  measurement  geometry  or  type  of  source  will  require 
calculation  of  the  efficiency  for  that  particular  case.  The 
efficiency  factors  can,  however,  be  used  to  predict  count  rates 
as  a  function  of  source  strength  for  the  appropriate  source  type 
in  a  similar  geometry. 


Table  3-5.  Detector  efficiencies  based  on  "weak"  and  "strong" 
Am(Li)lm  measurements. 


Detector 

Weak 

Strong  | 

Net 

cps 

n 

Eff 

(cps/nps) 

Total 

cps 

BG  cps 

Net 

cps 

n 

mrmm 

wmwrm  i 

TSA-NNV-470A3 

<1) 

20 

N/A 

3.26 

0.0625 

3.20 

5 

6.53  x  10-* 

Ludlum  Model  42-9 

(1) 

m 

N/A 

1.10 

0.00833 

1.09 

3 

2.23  x  10*4 

Jomar  Model  JSP-12 

0.410 

6 

2.34  x  10'4 

113 

0.307 

113 

3 

2.31  x  lO'4 

INF 

1.43 

5 

8.17  x  10*4 

412 

3.84 

408 

4 

8.33  x  10-4 

1  Not  statistically  different  than  background. 
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Table  3-6.  Detector  efficiencies  based  on  "Strong" 
An (Li)  0.5n  measurements. 


Detector 

Total  cps 

B G  cps 

Net  cps 

n 

Eff 

(cps/nps) 

TSA  NW-470AS 

10.9 

0.095 

10.8 

10 

2.20  X  10'5 

Ludlum  Model  42-9 

3.53 

0.017 

3.52 

3 

7.18  X  10'6 

The  TSA  NNV-470AS  and  Ludlum  Model  42-9  were  exposed  to  the 
"weak"  source  at  0.5m,  however,  the  counts  recorded  were  not 
statistically  different  than  background. 

3 *7. 2. 3  MILD _ Measurements  -  Shielded  Source.  Table  3-7 

contains  a  summary  of  the  results  of  measurements  of  the  "strong" 
Am (Li)  source  with  various  types  and  quantities  of  shielding 
materials  placed  between  the  source  and  detectors.  The  results 
are  expressed  in  terms  of  a  shielding  factor  (SF)  which  is  the 
ratio  of  the  net  count  rate  with  the  shielding  material  in  place 
to  the  net  count  rate  with  no  shielding  material.  The  materials 
were  inserted  between  the  source  and  detector  in  such  a  way  as  to 
assure  that  each  detector  was  completely  shielded  by  the 
material.  Thus,  the  large  area  materials  were  inserted  close  to 
the  detector  while  the  small  area  materials  were  placed  closer  to 
the  source.  The  measurements  with  the  less  sensitive  instruments 
were  made  at  a  distance  of  one-half  meter  while  the  measurements 
with  the  more  sensitive  instruments  were  made  at  a  distance  of 
one  meter. 
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Table  3-7.  "Strong"  shielded  Am (Li)  measurement  summary. 


Oetector 

TSA  NNV- 

01 stance 

<?0Aa 

0.5« 

Ludlum  Modal 
42-9 

Dlstanem  0.5m 

Jomar  Modal 
JSP-12 

Diatanea  lm 

INF 

D1  stance  la 

Shielding 

E$59 

SF 

E£9I 

SF 

SF 

SF 

Nona 

10.8 

N/A 

3.51 

N/A 

113 

N/A 

409 

N/A 

2.54cm  Hood 

11.5 

1.06 

3.75 

1.07 

94.2 

0.830 

400 

0.980 

2.54cm  Poly 

15.3 

1.42 

2.91 

0.830 

51.9 

0.460 

259 

0.630 

5. 08cm  Poly 

12.7 

1.18 

1.73 

0.490 

24.0 

0.210 

157 

0.380 

7. 62cm  Poly 

7.62 

0.706 

0.663 

0.190 

(1) 

(1) 

tl) 

(1) 

4.20 

0.389 

0.443 

0.120 

<1> 

(1) 

(1) 

(1) 

6.72 

0.594 

1.73 

0.490 

36.7 

0.320 

137 

0.330 

Ezsxssn 

2.94 

0.272 

0.734 

0.210 

16.4 

0.140 

68.0 

0.170 

[1  2.54cm  Hood  + 

||  2.54cm  Poly 

(1) 

(1) 

(1) 

(1) 

40.3 

0.360 

231 

0.560 

IKHfl 

(1) 

(1) 

CD 

(1) 

18.9 

0.170 

117 

0.290 

1.60mm  Cd 

(1) 

(1) 

<1> 

(1) 

115 

1.00 

404 

0.990 

1.60mm  Cd  + 
2.54cm  Poly 

(1) 

(1) 

(1) 

(1) 

55.1 

0.490 

305 

0.740 

1.60mm  Cd  * 
5.08cm  Poly 

(1) 

(1) 

(1) 

(1) 

24.5 

0.220 

157 

0.380 

1  No  measurement 


The  results  indicate  the  following: 

(1)  Except  for  the  Jomar  Model  JSP-12,  2.5  cm  of  wood  has 
very  little  effect  on  the  measurement. 

(2)  1.6  mm  of  cadmium  has  no  effect  on  the  measurement. 

(3)  The  response  of  the  TSA  NNV-470As  is  enhanced  by  the 
addition,  up  to  approximately  5  cm,  of  polyethylene;  the  same 
amount  of  polyethylene  reduces  the  response  of  the  other 
detectors . 

(4)  Except  for  the  TSA  NNV-470AS  and  the  Jomar  Model  JSP-12, 
there  is  no  difference  in  response  between  equivalent  thicknesses 
of  borated  polyethylene  and  non-borated  polyethylene. 


With  the  exception  of  the  Jomar  Model  JSP-12  results  for 
observation  number  (4),  the  results  are  as  expected.  The  Jomar 
Model  JSP-12  is  inherently  heavily  moderated  and  contains 
sufficient  cadmium  shielding  to  exclude  thermal  neutrons  not 
produced  within  the  detector  moderator,  so  the  difference  in 
response  observed  for  5  cm  thicknesses  of  polyethylene  and 
borated  polyethylene  is  unexpected.  A  possible  explanation  is 
that  the  borated  polyethylene  was  in  the  form  of  bricks  which 
required  that  they  be  placed  close  to  the  source  in  order  to 
subtend  the  entire  solid  angle  of  the  detector.  It  is  possible 
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that  the  entire  solid  angle  was  not  subtended  by  the  brick  which 
would  explain  the  higher  count  rate  observed  for  the  borated 
polyethylene . 

The  enhanced  response  of  the  TSA  NNV-470AS  with  the  introduction 
of  moderating  material  between  the  source  and  detector  was 
expected  since  that  detector  has  no  inherent  moderator  but  yet 
requires  thermal  neutrons  to  produce  counts  in  the  detector  (as 
do  all  the  detectors) .  All  the  remaining  detectors  are  designed 
with  polyethylene  moderation  included  to  enhance  the  response  to 
fast  neutrons.  They  also  contain  a  cadmium  lining  to  exclude 
thermal  neutrons  exterior  to  the  detector. 

Figure  3-3  is  a  graph  of  the  shielding  factor  for  each  detector 
obtained  from  measurements  with  various  thicknesses  of 
polyethylene  placed  immediately  adjacent  to  the  neutron  source. 
There  are  no  unexpected  results  for  the  reasons  explained 
previously.  However,  comparison  of  the  graph  results  with 
results  in  Table  3-7  for  similar  thicknesses  of  polyethylene 
indicate  that  the  shielding  effectiveness  of  polyethylene  is 
greater  if  the  polyethylene  is  placed  close  to  the  neutron 
source.  This  can  qualitatively  be  explained  as  a  geometric 
effect:  placing  the  scattering  medium  close  to  the  source  results 
in  producing  a  divergent  beam  of  neutrons  that  reduces  the  number 
of  neutrons  per  unit  area  at  more  distant  locations. 
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2.50 


Shielding  Factors  (SF)  for  poly  surrounding  strong  Am(U)  source 


3 . 8  SUMMARY . 


The  INF,  Jomar  Model  JSP-12,  Ludlum  Model  42-9,  and  the  TSA  NNV- 
470As  neutron  detectors  were  tested  at  LASF.  Measurements  at  one 
meter  from  a  "weak"  (1750  n/s)  Am(Li)  neutron  source  resulted  in 
acceptable  data  for  the  INF  and  Jomar  Model  JSP-12  neutron 
detectors  but  the  results  for  the  Ludlum  Model  42-9  and  TSA  NNV- 
470As  neutron  detectors  were  statistically  indistinguishable  from 
background.  This  was  also  true  at  the  one-half  meter  distance 
for  the  latter  two  neutron  detectors. 

The  effects  of  shielding  a  strong  (4.9x10s  n/s)  Am (Li)  neutron 
source  with  various  materials  indicated  the  following: 

(1)  1.6  mm  of  cadmium  has  no  effect  on  the  recorded  counts, 

(2)  2.5  cm  of  wood  reduces  the  count  rate  by  less  than  10% 
except  for  the  Jomar  Model  JSP-12  where  the  effect  is  a  20% 
reduction, 

(3)  the  insertion  of  polyethylene  (up  to  approximately  5  cm) 
between  the  neutron  source  and  TSA  NNV-470As  detector  increases 
the  recorded  count  rate  by  a  factor  of  approximately  2.5.  The 
same  amount  between  the  source  and  the  other  detectors 
significantly  reduces  the  respective  count  rates, 

(4)  there  is  no  difference  in  shielding  effectiveness  for 
equivalent  thicknesses  of  borated  and  non-borated  polyethylene 
except  for  the  TSA  NNV— 4 7 OAs  where  the  borated  polyethylene  is 
more  effective  (an  unexpected  but  explainable  result  was  observed 
for  the  Jomar  Model  JSP-12) . 

(5)  the  shielding  effectiveness  of  a  specific  thickness  of 
polyethylene  is  greatest  if  placed  adjacent  to  the  neutron 
source. 

The  INF  and  Jomar  Model  JSP-12  neutron  detectors  consistently 
provided  results  with  smaller  uncertainties  than  the  Ludlum  Model 
42-9  and  the  TSA  NNV-470AS  neutron  detectors  under  comparable 
exposure  conditions . 
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SECTION  4 


CONCLUSIONS  AMD  RECOMMENDATIONS 


4.1  CONCLUSIONS . 

None  of  the  commercially  available  neutron  radiation  detectors 
tested  are  capable  of  satisfying  the  measurement  requirements  if 
the  current  START  Treaty  Radiation  Detection  Equipment  procedures 
are  used.  The  procedure  requirement  to  use  a  very  weak  Am  (Li) 
neutron  source  for  the  container  transmission  measurement  is  the 
driving  factor.  Even  the  use  of  the  INF  detector  may  include  an 
element  of  risk  using  the  current  procedures  as  explained  in 
Volume  2.  The  INF  detector  is  not  capable  of  performing  the 
measurement  if  the  criterion  derived  in  this  report  is  used. 

Nuclear  weapons  emit  fast  neutrons  spontaneously  and,  even  though 
there  is  high  explosive  material  surrounding  the  nuclear 
material,  the  resultant  escaping  neutrons  still  predominately 
fast  neutrons,  the  physics  of  efficiently  measuring  neutrons 
requires  that  fast  neutrons  be  slowed  down  to  thermal  energies 
where  such  nuclear  reactions  as  10B(n,4He)7Li,  6Li(n,T)4He,  or 
3He(n,p)T  can  be  used  as  the  detection  mechanism.  The  last 
reaction  is  preferred  because  of  the  very  high  cross  section  for 
the  interaction  (5330  barns) .  3He  is  a  gas  that  allows  easy 
measurement  of  the  ionization  due  to  the  reaction,  and  is  non¬ 
toxic.  Thus,  the  design  of  an  efficient  neutron  detector 
requires  a  low  atomic  number  (Z)  material,  such  as  polyethylene, 
to  surround  cylindrical  tubes  of  JHe.  The  size  and  arrangement 
of  these  components  is  dependent  upon  the  measurement 
application.  The  measurement  of  high  emission  rate  sources  can 
be  accomplished  with  relatively  small  and  light  weight  detectors. 
However,  very  weak  neutron  emitting  sources  require  large  surface 
area  detectors  that  are  bulky  and  heavy.  Therefore,  it  is  highly 
unlike  that  a  small,  light  weight  neutron  detector  can  be  made 
that  will  satisfy  the  OSIA  requirements  if  the  current  Treaty  RDE 
Procedures  must  be  used  to  make  the  measurement. 

Reducing  the  separation  distance  between  source  and  detector 
would  significantly  improve  the  detection  capability  since  the 
count  rate  varies  as  the  inverse  square  of  the  separation 
distance;  i.e.,  reducing  the  separation  distance  from,  say,  two 
meters  to  one  meter  would  increase  detector  count  rates  by  a 
factor  of  four.  Also,  increasing  the  counting  time  would  permit 
the  recording  of  more  counts  and  improve  the  accuracy.  The 
relationship  is  linear,  thus,  doubling  the  counting  time  will 
double  the  number  of  counts  and  improve  the  uncertainty 
associated  with  the  measurement  by  a  factor  of  1.414  (the  square 
root  of  two) .  Finally,  for  a  geven  measurement  geometry,  the 
count  rates  increase  linearly  with  the  increase  of  the  source 
strength. 
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4 . 2  RECOMMENDATION . 


It  is  recommended  that  the  Treaty  RDE  Procedure  be  changed  in 
order  to  satisfy  the  OSIA  requirements  for  suitable  RDE 
equipment.  An  approximately  two  order  of  magnitude  (factor  of 
100)  improvement  in  the  number  of  accumulated  counts  is  required 
to  provide  high  confidence  results.  Since  source-detector  to 
provide  high  confidence  results.  Since  source-detector 
separation  distance  may  be  limited  by  container  dimensions  and 
counting  times  may  be  limited  by  operational  considerations,  the 
most  practical  change  would  be  the  neutron  source  strength. 
However,  increasing  the  source  strength  by  a  factor  of  100, 
imposes  safety  concerns  which  should  be  relatively  easily  solved 
by  designing  an  appropriate  storage  container  for  the  source  when 
not  in  use. 


40 


Appendix  A 

OSIA  Requirements  for  New  Radiation  Detection  Equipment  (RDE) 
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On»Sltt  Inspection  Agency 

Washington.  D  C  20041-0486 


F&  I  2  1993 


MEMORANDUM  FOR  DEPUTY  DIRECTOR,  STRATEGIC  ARMS  CONTROL-  AND 

COMPLIANCE,  OFFICE  OF  UNDER  SECRETARY  OF 
DEFENSE  (ACQUISITION) 

SUBJECT:  Requirements  £ or  New  Radiation  Detection  Equipment  (RDE) 


The  Strategic  Arms  Reduction  Treaty  (START)  allows  for  the 
use  of  RDE  during  inspections  of  weapon  storage  areas  and  during 
reentry  vehicle  on-site  inspection.  Currently,  Annex  8  of  the 
START  Inspection  Protocol  identifies  for  the  United  States  the 
same  RDE  that  was  used  for  the  Intermediate-Range  Nuclear  Forces 
(INF)  Treaty.  Since  the  Russians  have  stated  that  they  wish  to 
use  equipment  different  than  the  INF  RDE,  the  On-Site  Inspection 
Agency  (OSIA)  desires  to  use  RDE  that  better  meets  START 
application. 

The  new  equipment  generally  needs  to  be  smaller,  lighter, 
less  costly,  and  easier  to  use  than  the  current  INF  RDE.  OSIA 
currently  owns  seven  INF  RDE  sets  {original  cost  $80,000  per  set) . 
six  of  which  are  distributed  between  the  U.S.  Gateways  and  the 
Russian  POEs.  With  the  possibility  of  additional  POEs  being 
established,  OSIA  may  have  to  purchase  as  many  as  13  sets  to  meet 
operational  requirements.  This  makes  the  cost  per  set  of  key 
iiqportance  and  drives  the  requirement  for  commercial,  off-the- 
shelf  equipment.  The  new  set  of  RDE  should  be: 

a.  able  to  complete  measurements  at  4  locations  per 
object  from  a  distance  of  2  meters  within  30  minutes. 

b.  a  self-contained,  one-piece  intrusion  resistant 
neutron  detector  and  counter  with  an  easy-to-read  digital  display 
of  the  neutron  count. 

c.  off-the-shelf  and  commercially  available. 

d.  lightweight  with  total  of  all  equipment  not 
exceeding  40  pounds  excluding  the  carrying  case. 

e.  able  to  contain  all  equipment  in  one  existing  26"L  x 
20*W  x  9*H  carrying  case. 

f.  rugged  enough  to  withstand  transporting  in  aircraft 
cargo  holds  and  land  vehicles  while  inside  the  carrying  case. 
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g.  complete  with  built-in  test  and  calibration 
equipment  and  a  tripod  mounting  capability. 

h.  simple  with  minimal  support  equipment. 

i.  supported  by  an  internal  power  source  capaolc  of  6 
hours  continuous  operation. 

OS  I A  needs  to  have  identified  the  systems  that  meet  the  above 
criteria  as  sorn  as  possible.  Use  of  ROE  is  a  major  topic  for  the 
next  session  of  the  JC1C  scheduled  for  March  1993.  The  type  of 
equipment  used  will  have  an  effect  or.  coordinated  ROE  procedures. 
It  is  possible  that  RDE  will  be  needed  during  the  START  baseline 
period  so  identifying  and  procuring  new  equipment  may  be  on  an 
accelerated  schedule. 

OS  I A  is  prepared  to  expeditiously  assist  in  this  matter.  The 
point  of  contact  is  Major  Pandolfi,  PQ3) 742-4599. 

FOR  THE  DIRECTOR: 


Ronald  P.  Forest 
Colonel,  U.S.  Army 
Chief  of  Staff 
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Appendix  B 

Descriptions  of  Tested  Radiation  Detection  Equipment 


B-l 


Figure  B-l.  INF  neutron  detector  (provided  by  Sandia  National 
laboratory) . 

The  helium- 3  tubes  are  obtained  commercially  from  several 
manufacturers.  They  are  nominally  2.5  cm  in  diameter,  25  cm  in 
active  length,  and  are  filled  to  a  pressure  of  ten  atmospheres. 
Twelve  identical  tubes,  arranged  in  two  rows  of  six  each, a  re 
inserted  into  holes  of  diameter  2.6  cm  drilled  29.5  cm  through  a 
polyethylene  block  of  external  dimensions  25.4  x  29.5  x  6.35  cm, 
covered  with  a  cadmium  sheet  of  thickness  0.08  cm.  The  tubes 
arranged  in  the  polyethylene  so  that  the  detector  is  symmetrical 
f ront-to-back .  The  output  pulses  from  the  tubes  are  applied  to  a 
preamplifier,  which  is  necessary  to  drive  the  detector  pulses 
through  the  15  meter  cables  to  the  electronic  control  unit.  The 
detector  and  the  preamplifier  are  contained  in  an  aluminum  box. 
the  electronic  control  unit  is  commercially  available  and  is 
battery  powered.  It  supplies  high  voltage  to  the  tubes  ( about  1600 
volts) ,  powers  the  preamplifier,  amplifies  and  counts  the  pulses  in 
an  adjustable  time  interval,  and  displays  the  result.  A  threshold 
discriminator  is  adjusted  to  eliminate  low-level  pulses  due  to 
gamma  rays  and  electronic  noise. 


LUDLUM  MEASUREMENTS,  INC. 

P.O.  Box  810  /  501  Oak  Street 
SWEETWATER,  TEXAS  79556 
Phone:  80(V622'0828(USA)>  915/235-5494  Fax:  915/235-4672 


MODEL  1 5 


FAST  and  THERMAL 
NEUTRON  and 
ALPHA  BETA-GAMMA 
SURVEY  METER 


HV:  Alpha  Beta-Gamma  detector  fixed  at  900  volts. 

Neutron  setting  allows  HV  to  be  adjusted  up  to  2500 
volts  for  the  neutron  detector. 

AUDIO:  Built  in  unimorph  speaker  with  an  ON/OFF  switch. 

RESPONSE:  Toggle  switch  for  FAST  (4  seconds),  or 
SLOW  (22  seconds)  for  90  %  final  reading. 

RESET:  Push  button  to  zero  after  overrange  exposure. 

METER:  0-500  cpm,  HV  readout 

MULTIPLIER  RANGES:  XI;  X10;  X100;  X1000. 

BATTERIES:  2  each.  *D*  cell  with  300  hours  typical  life. 

DETECTORS:  Neutron:BF,  thermal  detector  with  7.6(3”) 
diameter  Cd-iined  moderator  for  fast  neutrons.  Peak 
efficiency  at  about  0-6  MeV.  Remove  detector  from 
moderator  to  determine  fast  neutron  response.  Gamma 
cut  off  greater  than  10  R/hr.  Neutron  efficiency  is  66 
cpm  at  50  mrem/hr  72  cpm  at  10  mrem/hr  for  Am  Be 
neutrons. 

Note:  Count  response  is  not  linear  throughout  the  energy 
spectrum  due  to  limitations  of  the  moderator. 

G-M:  Model  44-7  (See  specs  in  detector  section  of 
catalog) 

CONSTRUCTION:  Cast  and  drawn  aluminum  with  a  beige 
polyurethane  paint  finish. 

SIZE:  8.6(3.4’)W  X  26.6(1 0.5*)H  X  1 9(7.5 ’)L 

WEIGHT:  3.4(7.5pounds)  with  both  detectors. 

Note:  Model  44-7  and  Neutron  detector  are  included  in 

the  price. 


Figure  B-2.  Ludlum  Model  15  neutron  detector 


LUDLUM  MEASUREMENTS,  INC. 

P.O.  Box  810  /  501  Oak  Street 
SWEETWATER  TEXAS  79556 
PVro:  800/622-0628(USA)t  915/235-5494  Fax:  915/235-4672 


MODEL  12-4 


NEUTRON  COUNTER  WITH 
REMOVABLE  DETECTOR 
NEAR  REM  RESPONSE 


ENVIRONMENT:  Spiashproof  shields  for  outdoor  use. 

CALIBRATION  CONTROLS:  HV  to  set  Gamma  cut  off; 
individual  range  controls  to  calibrate  detector 
efficiency. 

AUDIO:  Built-in  unimorph  speaker  with  an  ON/OFF  switch. 

RESPONSE:  Toggle  switch  for  FAST  (4  seconds),  or  SLOW 
(22  seconds)  for  90  %  of  final  reading. 

RESET:  Push  button  to  zero  for  overrange  exposure. 

METER:  0-10  mrem/hr. 

MULTIPLIER  RANGES:  XI;  X10;  XI 00;  XI 000 

BATTERIES:  2  each,  ’D'cell  with  300  hours  typical  life. 

DETECTOR:  1 .6  cm  by  2.5cm  BE  detector  surrounded  by 
a  7.6(3”)  diameter  by  0.0038(0.0015")  thick  Cd 
shield  surrounded  by  a  22.9(9")  diameter  poly  mod¬ 
erator:  This  assembly  provides  an  approximate 
inverse  RPG  curve  for  neutrons  from  the  thermal 
through  10  MeV.  Efficiency  for  AmBe  neutrons  is 
approximately  X  cpm/mrem/hr.  Gamma  cut  off 
exceeds  lOR/hr. 

CONSTRUCTION:  Cast  and  drawn  aluminum  with  a  beige 
polyurethane  paint  finish. 

SIZE:  22.8(9")  W  X  43.1(17")H  X  26.6(10.5")L 

WEIGHT:  9.5(21  pounds) 


B-3.  Ludlum  Model  12-4  neutron  detection. 


LUDLUM  MEASUREMENTS,  INC. 

P.O.  Box  810  /  SOI  Oak  Street 
SWEETWATER,  TEXAS  79556 

Phone:  80(V622-0628(USA),  915/235-5494  Fax:  915235-4672 


MODEL  2221 


PORTABLE  SCALER/RATEMETER 
SINGLE  CHANNEL  ANALYZER 
WITH  6-OECADE  READOUT 

ft  HfWI  AAA 

VVOTy&W 


FEATURES:  Ruggedized;  splashproof;  six  decade  LCD  readout 
with  light;  combination  four  decade  linear  analog  and  digital 
ratemeter  with  log  readout;  scaler  operates  independent  of 
ratemeters;  adjustable  HV  threshold,  and  window  positions 
with  readouts  on  digital  display;  battery  test,  and  low 
battery  indication;  operates  sontiflation,  proportional  and  G-M 
detectors;  audio  provided  by  unimorph  speaker  with  automatic 
pitch  change  in  relation  to  meter  reading;  electronic  timer 
single  channel  analyzer  capability;  dicks  per  event  audio 
with  divider  select  of  1, 10,  or  100  events  per  dick. 

POWER:  4  each,  'Da  cell  batteries. 

BATTERY  UFE:  Minimum  of  100  hours. 

INPUT  SENSITIVITY:  Voltage  sensitive,  adjustable  from  1.3-100  mV. 

HIGH  VOLTAGE  (HV):  200-2500  volts.  (Adjusted  by  a  recessed 
mufti- turn  screwdriver  control.) 

TIMER:  Preset  0.1, 02. 0.5, 1, 2, 5, 10  minute  or  continuous. 

RESPONSE:  FAST  (4  seconds)  for  90  %  of  full  scale. 

SLOW  (22  seconds)  for  90  %  of  full  scale. 

LINEARITY:  Typically  ±2  %  of  full  scale. 

RATEMETER:  Traditional  analog  ratemeter  and  logarithmic  read¬ 
out  (500  •  500,000  cpm)  with  simultaneous  digital  ratemeter 
readout 

HEADSET  JACK:  Located  on  front  panel. 

SIZE:  11.4  (4.5*)W  X  19  (7.5’)H  X  24.1  (9.5‘)L 

WEIGHT:  227  (5  pounds),  inctuding  batteries. 


Optional  Headset  Available 


MODEL  42-9 


FAST  AND  THERMAL 
NEUTRON  DETECTOR 


DETECTOR  AND  MODERATOR:  BF,  detector  with  7.6 
(3*)  diameter  X  17.8  (7*)L  polyethylene,  Cd  lined 
moderator  for  thermal  neutrons. 

EFFICIENCY:  Approximately  60  cpm/mrem/hr  for  Am  Be 
Neutrons. 

ENERGY  RESPONSE:  Energy  dependent  This 
instrument  does  not  follow  the  inverse  RPG  curve. 
COMPATIBLE  INSTRUMENTS:  LMI  MODEL  12  and  all 
LM1  Scalers.  ( HV  adjustment  o  -  2500  volts) 
GAMMA  REJECTION:  10  R/hr. 

SIZE:  7.6  (3*)W  X  152  (6*)H  X  17.8  (7*)L 
WEIGHT:  1.8  (4  pounds) 


Figure  B-4.  Ludlum  Model  42-9  neutron  detection  and  Ludlum  Model 
2221  scaler. 
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■HGANBSIRA 

■nuclear 


Model  JSP-l 


Shielded  Neutron  Assay  Prob 


Features 

•  Portable  neuron  probe  lor  JHH-41  Hand-Held  Verification  iratru- 
mml  and  VM  Neuron  Cotoddance  Analyzer 

•  UgNweigl«-9ltg(20tts) 

•  F«t  Amptok  •toeiientos 

•  Tern  9-inch *He  proportional  counters 

•  Operates  to  cotoddance  or  scalar  mod* 

Description 

The  JSP-12  Shielded  Neutron  Assay  Probe  (SNAP  -l  I)  vrtnch  is  based  on 
Los  Alamos  National  Laboratory  design,  is  mended  to  be  user***  verify 
plutonium  otdde,  uranium  oxide,  uranium  hexatboride  cylinder  contents, 
uranium  tetratouride  'green*  set  and  metafle  plutonium  buttons.  Ths 
portable  assay  probe  can  be  operated  witoou  shialdtog  or  inside  a 
shield  included  vrith  toe  untt. 

The  SNAPUP  has  the  totowinQ  Improvements  over  the  SNAP 

•  Impoved  efficiency 

•  A  flsosr  neutron  energy  response 
Anaaarveniea  position  response 

•  Qeomatry  changes  w  altour  ctossr  oouping  rath  the  sample 

•  mt^MK  wnpiotrAiacnmrwDr  ooivy 

The  J8P»12  is  designed  to  operate  mAh  the  battery-powered  JHH-41 
Hand-Held  VertQcatlon  tnstiunsnt  to  scale  total  corns,  when  operated 
eSh  the  JSR»1 1/12  Neuron  Cotoddanoe  Analyser.  coincidence  events 
tram  spontaneous  fission  are  counted.  The  JSP-12  contains  two  batch 
tong  *He  tubas  whtoh  are  ptoeedbtslds  a  S-tochdtometer.g-tooh  tong 
hiQhdsnsty  potyetiyiene  moderator  utotahtMurrounded  by  a  0.0 19- 
inch  Stick  cadmium  stosue.  The  modsrator  is  sunounded  by  a  ramov- 
able  outer  polysStylsneshlsId  that  Ia9.75  inches  in  dtometer.  Use  otSie 
shield  provides  a  dbecttonal  response.  The  two  *He  tubes  ate  arirad 
togeSwrand  connected  to  an  JAB-01  PreamptiRedDiccriminaior  circuit 
board  mn»*ra»^ to  rifri-i  junction  boa  located  on  tie  top  ot  the  probe, 
the  junttiu.  U< .  also  houses  Ste  high  votage  prater  supply  board. 


REFERENCE 

1.  Memo.  Dr.  Howard  Mantova.  Los  Alamos  National  Laboratory.  Los 
Alamos.  NM  87545,  December.  1975. 


Figure  B-5.  Jomar  Model  JSP-12  neutron  detector  and  Model 
JHH-41  scaler. 
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CM  <D 


Model  JSP-12  Shielded  Neutron  Assay  Probe 


Figure  B-5.  Jouar  Model  JSP-12  neutron  detector  and  Model 
JHH-41  scaler  (Continued). 
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Models  JHH-31  and  JHH-41 
Hand-Held  Verification  Instruments 


Features 


«  Smal  eae-SX  13X20  cm  (MXWXO) 

•  ughtwreigN-lJitgfafee) 

•  Mrcraromputer.corareleO 

•  LED  gain  tlabtfaailon 

•  tang  ft— ry  toe  (greater  man  16  hours  per  charge) 

•  Lower  Level  Owcrtrrwtaaor(LLD)artolhme  Single  Cherry 

(SCA*) 

•  4-<flgl  LCD  dkrtay 

•  SWipl*  6CApgua*nontuoing  on-board  deploy 

•  CryetaKontrcttod  oeuri  nurval 

•  Slebfeod  detector  egmtostae  to  wood  far  recaBwau 
reference  epoctrumbetom  each  vorMoaUon 


Analyzers 


Description 


The  Handheld  VeriNcalion  instruments  am  designed  to  bo  used  to 
wore*  pedestrians  and  vohictoo  ter  Special  Nuclear  Material  (SNM)  as 
part  etaphysical  security  pictection  plan.  7heversatiMybuill  into  toeae 
nstiumentsaSowttoamioba  used  tor  tasks  indudtogsanpla  searches, 
vorificatstoot  material  typo  or  enrichment,  vortlylng  too  absarcaol  SNM 
-  pedestrians  with  maacal  iaatooo  uptake.  maaaumg  SNM  process 
holdup,  waraytog  too  SNMmsn  category  oleamptoo  and  vortying  trio 
presence  of  isotopes  other  toon  SNM. 

it'#  rt#no*n#KJ  vmicinOfl  msfuflwis  c#n  m  oporawc  n  i#w« 
modes.  In  trio  SEARCH  mode.  el  courts  above  a  towoHovei  dwenm- 
natorflJJD)  am  used  to  datermne  a  count  rate.  The  OjOG  second  tong 
counts  prooonm  sonatlMy  wh«e  providing  too  last  signal  response 
needed  tor  hand  monaortog.  The  alarm  tomehold  is  cth  Jeted  by 
adding  toe  measured  background  to  toe  number  set  in  toe  bom  panel 
towtowtoeel  switch.  The  MEASURE  mode  makes  use  at  Ore  three  sing  Is 
channel  analysers  (SCAs)  w  addkiantotoo  tLD.tnthrs  mode  animemal 
sweeh  selects  one  ot  three  separate  types  ot  operation.  These  opera- 
irons  Mude: 

•  Count  per  second  above  the  UJD-  TNe  operation  is  simiar  to  the 
SEARCH  mode  except  that  the  count  interval  is  selected  win  the 
troni  panel  thumbwheel  switch.  Longer  court  intervals  can  bo  used 
to  increase  sensitivity 

•  background  subtracted  counts  per  second  in  the  career  SCA  with 
toe  other  two  SCAs  defining  toe  background  regions.  Thaoperakon 
can  be  used  to  verily  the  presence  at  specie  isotopes  end  is 
oaieoutoiiy  useful  when  a  fluctuating  background  is  suspactod. 

•  An  ennehmentmeasuoment  using  the  reboot  the  cooes  internet  the 
SCA*. 

Material  faund  In  too  SEARCH  modecan  be  aewtinpod  Si  too  MEASURE 
rxxtotodototrrtno  too  SNM  gtanMty.onrtchwiontono verity  toorwaaorwi 

iypo. 

The  Handheld  VertocattonSmiumants  are  aval  lbtewdh  an  rtemelNal 
detector  or  a  version  tost  accepts  eatomal  detectors.  Tho  JtH*31 
nontaina  an  Mental  l  X  2 torn  toW  Nil  detector  that  is  aan  staMaed 
wenma  too  use  at  any  maeactwe  maianai.  The  detector  aasemoty 
ccntaStoaiignt  pipe  wtmagreanlgMamMngdiodo  (LED)  tool  fashes 
ight  into  toe  scint— tor.  The  toermeSy  PMXSierl  UP  curers  produces 
200 Sghtputaes  per  second  which  am  counted  in  toe  stebittaiion  SCAs 
end  ueed  tor  ampler  goto  eteWeaflon.’TheSCAa  am  oceecnedwrea 
above  toe  gamma-tay  pulse  heights.  Measured  gam  staoiey  *  t.s% 
over  a  tampetatum  range  from -2  to  33*  C. 


COUNTS/SeCONO 


SEARCH 


i  y 


alarm 

constant 


seconds 

(COUNT 

Jtervau 


S  J°s^-s 

I  JMM'0 1 

il 


Tr\e  jHH-ai  is  oesignedtooperatewntommotedetector  probes  nduci 
na  3iftJStl25tJieided  Neutron  Assay  Ptobetona  tie  JSC-45.  JSC-46 
and  JSC-47  Nal  Detector  ShiekVColtmators.  the  JSP-12  contains  lw« 
>10  proaentonei  counters  wired  toon  JAMIPiavnpMasJOfccriminalor 
crcuil  board.  The  *Hotuboe  am  ounoundad  by  M|to-dorw<y  polyethyl¬ 
ene.  The  JSO-4S.  JSC-46  and  JSC-47  are  load  ahtototooRmators  which 
house  venous  saeNal  detectors,  each  wtohLBJstaMteation  The  JSC- 
45  contains  a  1  X0.S  inch  torch- Hal  detector,  the  JSC-46,  a  t  X  2  inch 
t-ci*  fial  detector  end  the  JS£^47.a2X0J  inch  Nal  detector  The  JHH- 
41  socle  to  mcognae  which  detector  is  connected  to  it  end  to  modify 
as  opwra'.cn  eceordtogly.  Since  toe  high  votege  power  supply  boards 
ore  located  n  toe  remote  probes,  adjustment  cl  the  high  voBege  n  not 
ivojiree  when  detectors  ere  changed. 

Raterenee 

~Steb4ued.Hand  Hoto.  Gamma -Ray  Verification  Instrument  lor  Soe- 

ctal  Nuclear  Material.'  Paul  E.  Fehtou  and  Gary  Wvg.  Los  Alamos 

Natenai  Laboratory  Report.  LA-UR-88-3673.  November  1966 


Figure  B-5.  Jotnar  Model  JSP-12  neutron  detector  and  Model 
.thh-AT  scaler  (Continued) . 


Models  JHH-31  and  JHH-41  Hand-Held  Verification  Instruments 


Figure  B-5.  Jcraar  Model  JSP-12  neutron  detector  and  Model 
JHH-41  scaler  (Continued). 


◄  NNV-470 

DESCRIPTION  The  NNV-470  U  a  gamma- 
neutron  sensitive  version  of  the  PRM-470A. 

The  basic  electronic  package  is  identical,  with 
the  exception  of  the  detector  assembly.  The 
gamma  sensitive  MAI  or  plastic  scintillator  is 
replaced  with  a  thin  Ui{Eu)  detector  which  is 
shielded  by  a  neutron  thennalizing  plastic  to 
achieve  neutron  sensitivity.  A  "calibrate "  switch 
accesses  a  low-level  discriminator  to  allow 
gamma  coanting  to  verify  instrument  operation. 

APPLICATIONS  The  NNV-470  (Non  Nucltar 
Wmficationl  unit  was  designed  specifically  to 
verily  neutron  flux  in  high  gamma  backgrounds, 
as  would  be  the  case  in  SNM  environments. 

The  design  of  the  NNV-470 alkuwsa  gamma  check 
source  to  be  used  to  verify  proper  instrument 
operation  on  power-up  and  then  automatically 
switch  to  neutron  measuring  mode  without 
operator  input 


TYPICAL  OPERATION  Very  similar  to  the 
PRM-47QA.  Details  on  actual  operation  may  be 
obtained  from  TSA  Systems. 

SPECIFICATIONS  All  NNV-470  specifica¬ 
tions  are  identical  to  the  PRM -470  in  terms  of 
size,  weight  battery  life,  and  back-lighted  dis¬ 
play.  Counting  timers  and  sequencing  of  gamma 
and  neutron  co’— '  rotes  ere  factory-changeable 
to  meet  operator  requirements.  The  NNV-470. 
in  addition,  features  a  fold-over  handle  for  ease 
of  transporting. 


systems  ltd. 


P.O.BO«7I7 
M20  Oolawars  Place 
Longmont  CO  S0902 
Phone:  (303)691-4147 
Fox:  (303)  691-6823 


Figure  B-6. 


TSA  NNV-470AS  neutron  detector. 
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Technology  Industnes 


NEUTRON  DETECTORS 

BDIOORO/F 


The  Babble  Technology  BD  10QR  O/F  is  a  reusable, 
passive  integrating  dosimeter  that  allows  instant, 
visible  detection  of  neatton  radiation.  The  BD  100R 
O/F  consists  of  an  elastic  polymer  throughout  which 
droplets  of  superheated  liquid  have  been  dispersed. 
When  these  droplets  are  struck  by  neutrons  they  form 
small  gas  bubbles  which  remain  fixed  in  the  polymer 
to  provide  a  visual  record  of  the  dose.  The  dose  is 
directly  proportions’  tr  the  r  unber  of  bubbles.  The 
detectors  cut  be  reset  using  an  integral  recompression 
device  and  can  be  reused  for  up  to  three  months 
when  reset  daily. 

The  BD  lOOR  O/F  offexs  a  dose  tange  two  orders  of 
magnitude  more  sensitive  than  any  other  commercial 
neutron  dosimeter  (<  1  uSv)  and  has  a  Bat  energy 
response  from  about  200  keV  to  14  MeV.  Unlikeold 
style  film  dosimeters,  the  BD10QR  O/F  gives  an 
intermediate  and  permanent  visual  response.  No 
chemical  or  mechanical  processing  subject  to  operator 
error  is  involved. 

Figure  B-7. 


FEATURES: 


•  Ultra  High  Sensitivity  (<  OS  uSv) 

•  Real  Time  Immediate  Response 

•  Tissue  Equivalent  Response 

•  Completely  Passive  Operation 

•  Flat  Energy  Response 

(200  keV  to  14  MeV) 

•  Insensitive  to  Gamma  Rays 

•  Inherently  Isotropic  Response 

•  Compact.  Lightweight 

•  High  Strength  Plastic  Construction 


Unlike  many  active  (electronic)  dosimeters  the  BD 
100R  O/F  is  completely  insenstive  to  gamma 
radiation.  In  addition,  the  bubble  detectors  are  so 
compact  they  can  be  located  in  areas  with  limited 
space  for  access  or  in  dose  proximity  to  the  neutron 
source  increasing  detection  efficiency.  Unlike  any 
other  neutron  dosimeter,  the  BD  100R  O/F  can  be 
used  under  water  with  no  effect  on  performance. 

Unlike  damage  track  detectors  such  as  CR-39'  thc 
BIT  babble  detector  his  a  completely  isotropic 
angular  response  so  that  neutron  doses  can  be 
accurately  recorded  regardless  of  the  direction  of  the 
neutrons  relative  to  the  detector. 

The  BD  100R  O/F  bubble  detector  is  the  method  of 
choice  for  personnel  monitoring  of  neutrons,  area 
monitoring  and  shielding  and  leakage  checks.  The 
BD  100R  O/F  and  custom  variants  have  been  used  in 
applications  as  diverse  as  electronic  radiation 
hardening  studies  and  meauretnent  of  neutron 
fluenoes  in  outer  space. 

Bubble  dosimeter 
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fLUfNCf  MM*  tm  lt 


SPECIFICATIONS:  BD  100R  O/F 


Neatroa  Energy  Response: 
Dose  Range: 

Sensitivity: 


Angnlar  Response: 
Reusable: 

Useful  Life: 

Shelf  Life: 
Operating  Range: 
Temperature 
Humidity 
Size: 

Weight: 


<  200  keV  to  >  15  MeV  (pins  or  ndnos  10%  for  most  neutron  fields) 

<  1  uSv  to  >  0.01  Sv  (<  0.1  mRem  io  >1  Rem) 

Typically  033  to  33  bobbles  /  mrem  * 

Insensitive 

Isotropic  (Independent  of  Angle) 

Yes 

Three  months  if  recycled  daily 
To  one  year  «  ambient  T 

10-35  *C 
To  100% 

18  mm  dia.  x  118  mm  length  (0.71*  x  4-6*) 

38  gram  (L34oz) 


*  Typical  sensitivities :  033, 22  and  27.0  bubbles  /  mrem.  Intermediate  sensitivities  available  on  request. 


Figure  B-7.  Bubble  dosimeter  (Continued). 
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Appendix  C 

RDE  Data  from  Tests  at  Andrews  AFB 
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Appendix  C:  RDE  Data  from  Tests  at  Andrews  AFB 


The  following  Appendix  contains  a  listing  of  data  collected 
during  the  two  days  of  RDE  testing  at  Andrews  AFB.  The  data  are 
presented  in  the  following  order: 

•  Background  measurement  data 

•  Gamma-ray  sensitivity  data 

•  Radial  measurement  data  for  unmoderated  source 

•  Radial  measurement  data  for  moderated  source 

•  Position  sensitivity  data  for  unmoderated  source 

•  Position  sensitivity  data  for  moderated  source 

•  INF  measurement  data  for  moderated  source 

The  INF  detector  data  is  listed  separately  (from  the  other 
detector  data)  since  it  was  not  included  in  all  of  the  tests 
conducted.  Due  to  the  set-up  (i.e.,  on  a  tripod)  of  that 
detector,  it  was  not  positioned  at  different  positions  around  an 
arc  as  was  the  procedure  for  the  other  detectors  during  the 
position  sensitivity  measurements.-  Rather,  the  INF  detector  was 
placed  at  various  distances  from  the  source  and  measurements 
recorded  for  each  position.  Since  position  bias  did  not  occur 
for  the  other  detectors,  it  is  reasonable  to  assume  that  this 
deviation  from  the  test  plan  for  the  INF  detector  did  not  affect 
the  resulting  data  analysis  and  conclusions. 

Other  points  to  note  when  considering  the  data  presented  in 
the  tables  which  follow  are: 

•  Measurements  and  calculations  are  presented  with  three 
significant  figures;  and 

•  Bubble  dosimeter  measurement  data  are  presented  in 
terms  of  "average  counts  per  720  seconds."  The 
averages  shown  are  based  on  three  readings  of  the 
dosimeters  for  three  separate  angular  positions  (in  the 
dosimeter  reader) .  This  accounts  for  fractions  of 
bubbles  appearing  in  the  data  tables. 
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Table  C-1.  Background  measurement  data 


2/17/93 

Detector:  NNV-470A* 

average 

average 

Mb 

counts/20  sac 

counts/20  sec 

cps 

CBS 

1030 

0 

0 

0 

0.00 

0.00 

0.0229 

0 

0 

0 

0.00 

0.00 

0 

1 

1 

0.667 

0.0333 

0 

0 

0 

0.00 

0.00 

0 

0 

1 

0.333 

0.0167 

1 

0 

1 

0.667 

0.0333 

0 

2 

0 

0.667 

0.0333 

1 

3 

0 

1.33 

0.0667 

Datactor.  Ludium  Modal  15 

tima 

scale  setting  1 

QQOs  of  couttts/mini 

Jte  cns 

average  cps 

1032 

i 

0.030 

0.500 

0.417 

1041 

i 

0.030 

0.500 

1045 

i 

0.030 

0.500 

1046 

i 

0.020 

0.333 

1047 

i 

0.020 

0.333 

1048 

i 

0.020 

0.333 

1050 

i 

0.020 

0.333 

1 

1052 

i 

0.030 

0.500 

• 

| 

2/18/93 

Oatactor:  NNV-470A* 

[ 

average 

average  | 

time 

counts/2Q  sec 

camflsftPsec 

COS 

cps  | 

852 

2 

i 

0 

1.00 

0.0500 

0.0438  I 

2 

0 

3 

1.67 

0.0833 

| 

1 

i 

1 

1.00 

0.0500 

| 

0 

0 

2 

0.667 

0.0333 

0 

i 

1 

0.667 

0.0333 

0 

i 

1 

0.667 

0.0333 

0 

0 

4 

1.33 

0.0667 

0 

0 

0 

0.00 

0.00 

Datactor:  Ludium  Modal  15 

Mfi 

scale  setting  1 

000s  of  counts/mint 

iia  caa 

average  cos 

I 

850 

i 

0.01 

0.167 

0.167 

1 

857 

i 

0.01 

0.167 

900 

i 

0.01 

0.167 

Datactor.  INF 

counts  per 

average 

tima 

ISO  seconds 

cps 

cps 

910 

105 

1.05 

0.963 

96 

0.960 

87 

0.870 

84 

0.840 

105 

1.05 

101 

1.01 
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Table  C-2.  Gamma-ray  sensitivity  measurement  data 


2/18/93 
Time:  1604 


dstsdoc 

oasitiofiil) 

scale,  setting 

counts- 

CBS 

Ludlum  Model  IS 

c 

i 

0.0620 

1.03 

Ludlum  Model  12-4 

F 

i 

0.00 

0.00 

NNV-470AS 

0 

N/A 

2.00 

0.100 

Jomar  Model  JSP-12 

E 

1000 

0.0160 

0.160 

Ludlum  Model  42-9 

A 

1 

0.00 

0.00 

(1)  Refer  to  Figure  2.1 1 
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Table  03.  Radial  meMuremairt  data  for  unmoderaled  aoufca, 


2/17/93 

Oatactor: 

Ludlum  Modal  IS 

1  Posiliva  radial  axis 

1000s  of  counts 

tima 

r  (cm) 

seals  satlino 

nar  mi  nuts 

saa 

r  fernl* 

1309 

32.5 

100 

0.030 

50.0 

32.5 

50.0 

1315 

32.5 

100 

0.030 

50.0 

50 

28.3 

1317 

32.5 

100 

0.030 

50.0 

75 

11.7 

1320 

SO 

100 

0.020 

33.3 

100 

8.11 

1322 

SO 

10 

0.160 

26.7 

125 

5.00 

1324 

50 

10 

0.150 

25.0 

150 

4.17 

1326 

75 

10 

0.070 

11.7 

200 

2.46 

1328 

75 

10 

0.070 

11.7 

1330 

75 

10 

0.070 

11.7 

1332 

100 

10 

0.050 

8.33 

1334 

100 

10 

0.050 

8.33 

1336 

100 

10 

0.046 

7.67 

1337 

125 

10 

0.033 

5.50 

1339  * 

125 

10 

0.031 

5.17 

1340 

125 

10 

0.026 

4.33 

1342 

150 

1 

0.240 

4.00 

1344 

150 

1 

0.290 

4.83 

1345 

150 

1 

0.220 

3.67 

1346 

200 

1 

0.200 

3.33 

1347 

200 

1 

0.140 

2.33 

1349 

200 

1 

0.140 

2.33 

1351 

200 

1 

0.110 

1.83 

I  Negative  radial  axis 

1000s  of  counts 

time 

r  (cml 

scale  setting 

of  minute 

cps 

r  (cm! 

aVflfflCftCOS 

1353 

200 

i 

0.160 

2.67 

32.5 

722 

1355 

200 

i 

0.140 

2.33 

50 

29.7 

1356 

200 

i 

0.140 

2.33 

75 

13.5 

1357 

150 

i 

0.210 

3.50 

100 

7.83 

1359 

150 

10 

0.030 

5.00 

125 

5.94 

1400 

150 

10 

0.030 

5.00 

150 

4.50 

1401 

125 

10 

0.035 

5.83 

200 

2.44 

1402 

125 

10 

0.037 

6.17 

1403 

125 

10 

0.035 

5.83 

1405 

100 

10 

0.038 

6.33 

1408 

100 

10 

0.053 

8.83 

1409 

100 

10 

0.050 

8.33 

1411 

75 

10 

0.082 

13.7 

1412 

75 

10 

0.080 

13.3 

1413 

75 

10 

0.061 

13.5 

1414 

50 

10 

0.175 

29.2 

1415 

50 

10 

0.181 

30.2 

1416 

50 

10 

0.178 

29.7 

1419 

32.5 

100 

0.045 

75.0 

1420 

32.5 

100 

0.043 

71.7 

1421 

32.5 

100 

0.042 

70.0 
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Table  C-3.  (continued)  Radial  measurement  data  tor  unmoderated  source 


2/18/93 

Detector:  Uxflum  Model  15 

1000s  of  counts 

Km 

928 

r  /cm! 

32.5 

scale  setting 

100 

oar  minute 

0.040 

Mt a 

66.7 

r  (cm) 

32.5 

65.6 

930 

32.5 

100 

0.039 

65.0 

50 

24.4 

932 

32.5 

100 

0.039 

65.0 

75 

12.2 

934 

50 

10 

0.150 

25.0 

100 

833 

936 

50 

10 

0.150 

25.0 

125 

5.00 

938 

50 

10 

0.140 

23.3 

150 

4.72 

939 

75 

10 

0.070 

11.7 

200 

2.50 

940 

75 

10 

0.080 

13.3 

941 

75 

10 

0.070 

11.7 

940 

100 

10 

0.050 

8.33 

941 

100 

10 

0.050 

8.33 

942 

100 

10 

0.050 

8.33 

943 

125 

10 

0.030 

5.00 

944 

125 

10 

0.030 

5.00 

945 

125 

10 

0.030 

5.00 

946 

150 

10 

0.029 

4.83 

947 

150 

10 

0.029 

4.83 

948 

150 

10 

0.027 

4.50 

950 

200 

1 

0.160 

2.67 

951 

200 

1 

0.140 

2.33 

952 

200 

1 

0.150 

2.50 

Oetector:  INF 

I  Negative  radial  axis 

time 

r  (cm) 

counts  per  1 00  seen 

Qds  CBS 

r  (cm) 

average 

cps 

930 

100 

6.64E+04 

664 

75 

1000 

931 

100 

6.67E+04 

667 

100 

663 

933 

100 

6.59E+04 

659 

150 

352 

935 

75 

9.98E+04 

998 

200 

227 

940 

75 

1.01E+05 

1010 

941 

75 

1.01E+05 

1010 

943 

150 

3.51  E+0* 

351 

945 

150 

3.54E+04 

354 

948 

150 

3.50E+04 

350 

951 

200 

2.27E+04 

227 

953 

200 

2.26E+04 

226 

955 

200 

2.28E+04 

228 
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2/17/93 

Dated 

toft  \  Modal  IS 

Nagaliva  racial  axis 

1000s  of  counts 

Mm 

scala  sawing 

oar  minuta 

JGS8 

Usni 

1433 

50 

10 

0.190 

31.7 

50  ' 

31.7 

1435 

50 

10 

0.190 

31.7 

75 

16.1 

1437 

50 

10 

0.190 

31.7 

100 

9.56 

1439 

75 

10 

0.095 

15.8 

125 

6.56 

1440 

75 

10 

0.097 

16.2 

150 

4.78 

1441 

75 

10 

0.097 

16.2 

1443 

100 

10 

0.058 

9.67 

1444 

100 

10 

0.055 

9.17 

1445 

100 

10 

0.059 

9.83 

1446 

125 

10 

0.039 

6.50 

1446 

125 

10 

0.039 

6.50 

1447 

125 

10 

0.040 

6.67 

1448 

ISO 

10 

0.027 

4.50 

1448 

150 

10 

0.030 

5.00 

1449 

150 

10 

0.029  . 

4.83 

Positiva  radial  axis 

1000s  of  counts 

tima 

r  feml 

scala  setting 

P**  minuta 

cos 

r  Icml 

1456 

200 

1 

0.180 

3.00 

77 

15.3 

1458 

200 

1 

0.160 

2.67 

100 

8.89 

1459 

200 

1 

0.170 

2.83 

125 

6.50 

1501 

150 

10 

0.032 

5.33 

150 

4.89 

1502 

150 

10 

0.028 

4.67 

200 

2.83 

1503 

150 

10 

0.0% 

4.67 

1504 

125 

10 

0.040 

6.67 

1505 

125 

10 

0.037 

6.17 

1507 

125 

10 

0.040 

6.67 

1509 

100 

10 

0.060 

10.0 

1511 

100 

10 

0.050 

8.33 

1513 

100 

10 

0.050 

8.33 

1514 

77 

10 

0.090 

15.0 

1515 

77 

10 

0.090 

15.0 

1517 

77 

10 

0.095 

15.8 

Table  05.  Position  sensitivity  measurement  data  for  unmoderated  source. 


2/18/93 

Detector:  Ludtam  Model  15 


1000s  of  counts 

average 

time 

position  (U 

grata  aBfliQfl 

oar  minute 

COS 

position. (1) 

SOS 

1055 

A 

10 

0.035 

5.83 

A 

5.83 

1057 

A 

10 

0.040 

6.67 

B 

6.61 

1059 

A 

10 

0.030 

5.00 

C 

8.89 

1032 

B 

10 

0.039 

6.50 

D 

6.67 

1034 

B 

10 

0.040 

6.67 

E 

6.67 

1036 

B 

10 

0.040 

6.67 

F 

6.06 

1006 

C 

10 

0.060 

10.0 

All 

6.79 

1008 

C 

10 

0.050 

8.33 

1010 

C 

10 

0.050 

8.33 

1015 

D 

10 

0.040 

6.67 

1017 

D 

10 

0.040 

6.67 

1019 

D 

10 

0.040 

6.67 

1022 

E 

10 

0.040 

6.67 

1024 

E 

10 

0.040 

6.67 

1026 

E 

10 

0.040 

6.67 

1049 

F 

10 

0.030 

5.00 

1051 

F 

10 

0.040 

6.67 

1053 

F 

10 

0.039 

6.50 

Detector: 

Ludlum  Model  12-4 

average 

time 

position!]  1 

scale  setting 

mrem  oer  hour 

cos  (21 

position  (1) 

COS 

1054 

A 

> 

1.60 

12.4 

A 

12.7 

1056 

A 

1.70 

13.2 

B 

12.2 

1058 

A 

i 

1.60 

12.4 

C 

13.0 

1101 

8 

1.60 

12.4 

D 

13.2 

1104 

B 

i 

1.60 

12.4 

E 

13.7 

1109 

B 

i 

1.50 

11.7 

F 

13.5 

1026 

C 

i 

1.60 

12.4 

Ail 

13.0 

1028 

C 

i 

1.80 

14.0 

1030 

C 

i 

1.60 

12.4 

1033 

D 

i 

1.80 

14.0 

1039 

D 

i 

1.70 

13  2 

1041 

D 

i 

1.60 

12.4 

1043 

O 

i 

1.60 

14.0 

1011 

E 

i 

1.80 

14.0 

1012 

E 

i 

1.70 

13.2 

1014 

E 

i 

1.60 

12.4 

1019 

F 

i 

1.60 

12.4 

1020 

F 

i 

2.00 

15.6 

1022 

F 

i 

1.60 

12.4 

(1)  See  Figure  2.11. 

(2)  See  Section  2.6.1  for  transformation  of  mrem/hour  to  cps. 
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Tatoto  C-&.  (cowMmied)  Position  — naitMty  m>— urwiwnt  data  lor  unmndaralwi  sourea. 


2/18/93 

Detector  NNV-470A* 

counts  per 

average 

lima 

position  m 

20  seconds 

fipa 

006(1100(11 

90S  . 

1025 

A 

92.0 

4.60 

A 

4.48 

1027 

A 

89.0 

4.45 

B 

4.65 

1029 

A 

88.0 

4.40 

C 

4.80 

1016 

B 

93.0 

4.65 

D 

4.48 

1017 

B 

103 

5.15 

E 

4.42 

1020 

B 

83.0 

4.15 

F 

4.48 

1032 

C 

109 

5.45 

All 

4.55 

1035 

C 

96.0 

4.80 

1040 

C 

83.0 

4.15 

1006 

D 

96.0 

4.80 

1009 

D 

81.0 

4.05 

1010 

0 

92.0 

4.60 

1046 

E 

87.0 

4.35 

1050 

E 

91.0 

4.55 

1053 

E 

87.0 

4.35 

1100 

F 

100 

5.00 

1103 

F 

95.0 

4.75 

1105 

F 

74.0 

3.70 

Detector  Bubble  Dosimeter 

average 
bubbles  per 

total 

average 

time 

position  (1) 

72Q  seconds  121 

CPS 

counts 

position  11) 

cps 

1000 

B 

13.0 

0.0181 

150 

B 

0.0208 

1000 

B 

8.00 

0.01 1 1 

E 

0.0173 

1000 

B 

14.3 

0.0199 

All 

0.0190 

1000 

B 

13.0 

0.0181 

1000 

B 

13.7 

0.0190 

1000 

B 

137 

0.0190 

1000 

B 

13  J 

0.0181 

1000 

B 

2  -> 

0.0292 

1000 

B 

15.J 

0.0213 

1000 

B 

24.6 

0.0342 

1025 

E 

13.3 

0.0185 

125 

1025 

E 

15.3 

0.0213 

1025 

E 

16.0 

0.0222 

1025 

E 

4.70 

0.00653 

1025 

E 

12.7 

‘  0.0176 

1025 

E 

14.0 

0.0194 

1025 

E 

18.7 

0.0260 

1025 

E 

9.00 

0.0125 

1025 

E 

11.0 

0.0153 

1025 

E 

10.0 

0.0139 

(1)  See  Figure  2.11. 


(2)  See  introductory  text  in  this  Appendix  for  an  explanation  of  fractions  of  bubbles  in  the  data  tables. 
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TaM  M.  (oontfnuad)  Position  sensitivity  msssursmsnt  data  for  unmodaratad  sourea. 


2/16/93 

Drtacto 

r.  Ludkan  Model  15 

1000s  of  counts 

average 

ass 

portion  <11 

ankLMtfoe 

oar  minma 

as 

portion  (11 

PBS 

1451 

B 

10 

0.0490 

8.17 

B 

■  3X3 

1452 

8 

10 

0.0500 

633 

C 

8.17 

1454 

B 

10 

0.0500 

633 

F 

7X3 

1502 

C 

10 

OJ0500 

3X3 

AH 

3J09 

1504 

C 

10 

0.0490 

8.17 

1506 

C 

10 

OJ0480 

8.00 

1510 

F 

10 

0.0490 

8.17 

1512 

F 

10 

0.0470 

7X3 

1514 

F 

10 

0.0450 

7X0 

Detector  Joraer  Model  JSP-12 

1000s  of  counts 

average 

lima 

oaf  100  aacnnri* 

as 

COS 

1503 

D 

32.2 

322 

D 

323 

1505 

0 

32.0 

320 

E 

313 

1507 

D 

32.8 

328 

F 

329 

1456 

E 

31.2 

312 

All 

322 

1458 

E 

31.6 

316 

1500 

E 

31.3 

313 

1511 

F 

32.7 

327 

1514 

F 

33.1 

331 

1517 

F 

32.9 

329 

Oetector  NNV-470A* 

counts  per 

average 

time 

position  (1) 

20  seconds 

SOS 

portion  M) 

cos 

1502 

A 

75.0 

3.75 

A 

4.18 

1505 

A 

76.0 

3.80 

C 

4.98 

1507 

A 

100 

5.00 

D 

4X0 

1455 

C 

109 

5.45 

All 

4.69 

1457 

C 

99.0 

4.95 

1500 

C 

91.0 

4.55 

1510 

0 

101 

5.05 

1512 

0 

103 

5.15 

1515 

0 

90.0 

4.50 

Detector  Ludlum  42-9 

counts  per 

average 

Ifane 

portion  Ml 

60  sacontf} 

SOS 

■*»TCon<1> 

cos 

1510 

A 

131 

2.18 

A 

2.06 

1511 

A 

109 

1.82 

0 

2.38 

1512 

A 

130 

2.17 

F 

2.18 

1456 

0 

155 

tst 

All 

231 

1457 

0 

138 

2X0 

1458 

0 

136 

2X7 

1502 

F 

140 

2X3 

1503 

F 

133 

2X2 

1504 

F 

120 

2J00 

(1)Sm  Flaunt  2.11. 
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2/17/93 

Detector 

:  Ludkm  Model  15 

1000s  of  counts 

average 

time 

Ofluntaute 

COS 

noaMon  (It 

CPS 

1603 

A 

10 

0.051 

8.50 

A 

8.78 

1605 

A 

10 

0.052 

8.67 

B 

8.78 

1607 

A 

10 

0.055 

9.17 

C 

9.28 

1526 

B 

10 

0.052 

8.67 

D 

833 

1530 

B 

10 

0.054 

9.00 

E 

9.72 

1532 

B 

10 

0.052 

8.67 

F 

939 

1554 

C 

10  . 

0.052 

8.67 

Ail 

9.05 

1556 

C 

10 

0.057 

9.50 

1557 

c 

10 

0.058 

9.67 

1610 

0 

10 

0.050 

8.33 

1611 

0 

10 

0.050 

8.33 

1614 

0 

10 

0.050 

833 

1537 

E 

10 

0.062 

10.3 

1538 

E 

10 

0.052 

8.67 

1539 

E 

10 

0.061 

10.2 

1546 

F 

10 

n  055 

9.17 

1547 

F 

10 

0.057 

9.50 

1548 

F 

10 

0.057 

9.50 

Detector: 

Ludtam  Model  12-4 

average 

time 

position  H) 

scale  setting 

mrem  per  hour 

CQSI21 

position  (1) 

CPS 

1555 

A 

i 

1.00 

11.9 

A 

11.5 

1557 

A 

i 

0.90 

10.8 

B 

13.1 

1600 

A 

i 

1.00 

11.9 

C 

15.1 

1526 

B 

i 

1.10 

13.1 

D 

11.9 

1530 

B 

i 

1.20 

14.3 

E 

13.5 

1532 

B 

i 

1.00 

11.9 

F 

13.7 

1538 

C 

i 

1.80 

21.5 

All 

133 

1542 

C 

i 

0.80 

9.56 

1545 

C 

i 

1.20 

14  3 

1546 

O 

i 

1.00 

11.9 

1547 

O 

i 

1.00 

11.9 

1548 

O 

i 

1.00 

11.9 

1603 

E 

i 

1.00 

11.9 

1605 

E 

i 

1.20 

14  3 

1606 

E 

i 

1.20 

14.3 

1527 

F 

i 

1.00 

11.9 

1531 

F 

i 

1.20 

14.3 

1532 

F 

i 

1.25 

14.9 

(1)  See  Figure  2.11. 

(2)  See  Section  2.6.1  for  transformation  of  mrem/hour  to  cps. 


C-ll 


Table  C-6.  (continued)  Position  sensitivity  measurement  data  for  moderated  source 


2/17/93 

Detector  NNV-470A* 

counts  per 

average 

time 

position  11) 

20  seconds 

css 

PQBtiOQll) 

'  CBS 

j  1535 

A 

370 

18.5 

A 

17.5 

1540 

A 

336 

16.8 

B 

18.4 

1544 

A 

342 

17.1 

C 

18.9 

1350 

B 

386 

19.3 

D 

19.0 

1353 

B 

348 

17.4 

E 

18.6 

1354 

B 

367 

18.4 

F 

19.0 

1602 

C 

356 

17.8 

All 

18.6 

1604 

C 

394 

19.7 

1606 

C 

386 

19.3 

1528 

D 

371 

18.6 

j  1530 

0 

379 

19.0 

1532 

0 

387 

19.4 

1 

1556 

E 

359 

18.0 

8 

1558 

E 

380 

19.0 

1 

1600 

E 

377 

18.9 

1610 

F 

389 

19.5 

I 

1612 

F 

364 

18.2 

1 

1614 

F 

389 

19.5 

1 

(1)  See  Figure  2.11. 
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Tabte  C4.  (continued)  Position  aenalthrity  measurement  data  for  moderated  sourca. 


2/18/93 

Detector  Ludksn  Model  15 

1000s  of  counts 

average 

time 

pstmiauta 

£DS 

posjonttl 

fits 

1255 

A 

10 

0.051 

8.50 

A 

928 

1257 

A 

10 

0.058 

9.67 

B 

9.44 

1259 

A 

10 

0.058 

9.67 

C 

829 

1339 

B 

10 

0.050 

823 

D 

8.56 

1339 

B 

10 

0.060 

10.0 

E 

8.78 

1339 

B 

10 

0.060 

10.0 

F 

9.44 

1306 

C 

10 

0.060 

10.0 

All 

9.06 

1308 

C 

10 

0.040 

6.67 

1310 

C 

10 

0.060 

10.0 

1402 

O 

10 

0.050 

823 

1404 

O 

10 

0.052 

8.67 

1406 

D 

10 

0.052 

8.67 

1346 

E 

10 

0.054 

9.00 

1348 

E 

10 

0.054 

9.00 

1350 

E 

10 

0.050 

823 

1328 

F 

10 

0.050 

823 

1330 

F 

10 

0.060 

10.0 

1332 

F 

10 

0.060 

10.0 

Detector: 

ludtum  Model  12-4 

average 

time 

position  ID 

seals,  setting 

mrem  per  hour  SS&J21 

position  (11 

COS 

1311 

A 

i 

1.00 

11.9 

A 

13.5 

1313 

A 

i 

1.20 

142 

B 

15.1 

1316 

A 

i 

1.20 

142 

c 

16.3 

1319 

A 

i 

1.40 

16.7 

D 

13.5 

1259 

B 

i 

1.40 

16.7 

E 

15.9 

1301 

B 

i 

1.00 

11.9 

F 

14.3 

1302 

B 

i 

120 

14.3 

All 

14.6 

1402 

C 

i 

1.40 

16.7 

1404 

C 

i 

1.50 

17.9 

1406 

C 

i 

120 

142 

1355 

O 

i 

120 

142 

1358 

O 

i 

1.00 

11.9 

1400 

D 

i 

1.40 

16.7 

1330 

E 

i 

120 

142 

1333 

E 

i 

1.40 

16.7 

1336 

E 

i 

120 

142 

1342 

F 

i 

1.40 

16.7 

1344 

F 

i 

1.00 

11.9 

1  1345 

F 

i 

1.00 

11.9 

(1)  See  Figure  2.11. 

(2)  See  Section  2.6.1  for  transformation  of  mrem/hour  to  cps. 
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Table  06.  (continued)  Position  sensitivity  measurement  data  for  moderated  source. 


2/18/93 

Detector:  NNV-470A* 

counts  per 

average 

time 

potion  ID 

20  seconds 

cps 

position  (It 

cps 

1330 

A 

380 

19.0 

A 

18.3 

1331 

A 

350 

17.5 

B 

19.2 

1334 

A 

370 

18.5 

C 

20.4 

1354 

B 

387 

19.4 

D 

17.9 

1356 

B 

382 

19.1 

E 

18.7 

1359 

B 

385 

19.3 

F 

18.5 

1257 

C 

391 

19.6 

AH 

18.8 

1300 

C 

427 

21.4 

1301 

C 

407 

20.4 

1340 

D 

357 

17.9 

1344 

D 

335 

16.8 

1346 

D 

382 

19.1 

1309 

E 

381 

19.1 

1313 

E 

391 

19.6 

1315 

E 

348 

17.4 

1402 

F 

345 

17.3 

1405 

F 

391 

19.6 

1406 

F 

373 

18.7 

Detector:  Jomar  Model  JSP-12 

1000s  of  counts 

average 

time 

position!!) 

per  100  seconds 

PCS 

position  LI) 

OPS 

1352 

A 

29.6 

296 

A 

296 

1355 

A 

29.5 

295 

B 

294 

1357 

A 

29.7 

297 

c 

285 

1403 

B 

29.4 

294 

D 

272 

1405 

B 

29.4 

294 

E 

280 

1407 

B 

29.3 

293 

F 

282 

1338 

C 

28.2 

282 

Ail 

285 

1340 

C 

28.7 

287 

1342 

C 

28.5 

285 

1331 

0 

27.5 

275 

1333 

0 

27.1 

271 

1335 

D 

27  2 

272 

1258 

E 

28.1 

281 

1259 

E 

27.9 

279 

1302 

E 

28.0 

280 

1319 

F 

28.2 

282 

1321 

F 

28.3 

283 

1323 

F 

28.1 

281 

Table  C-g.  (continued)  Poeltion  wmUhMymiM taement  data  tor  moderated  aource. 


2/18/93 

Detector:  Ludlum  42-9 

counts  per 

average 

lima 

pasitiQndl 

6Q.aacanfls 

SB 

Position  <11 

gas  . 

1403 

A 

185 

3.08 

A 

3.51 

1404 

A 

199 

3.32 

B 

3.43 

1405 

A 

248 

4.13 

C 

3.13 

1329 

B 

187 

3.12 

0 

3.52 

1331 

B 

223 

3.72 

E 

3.09 

1334 

B 

208 

3.47 

F 

3.62 

1352 

C 

211 

3.52 

All 

3.38 

1353 

C 

211 

3.52 

1354 

C 

142 

2.37 

1311 

D 

182 

3.03 

1314 

D 

220 

3.67 

1318 

D 

231 

3.85 

1340 

E 

196 

3.27 

1341 

E 

186 

3.10 

1343 

E 

174 

2.90 

1258 

F 

224 

3.73 

1259 

F 

234 

3.90 

1301 

F 

194 

3.23 

Detector  Bubble  Dosimeter 

average 

bubbles  per 

total 

average 

time 

position  (11 

72Q  seconds  (2) 

CDS 

counts 

position  (1) 

£QS 

1330 

A 

6.00 

0.00833 

108 

A 

0.0150 

1330 

A 

13.3 

0.0185 

B 

0.0204 

1330 

A 

5.30 

0.00736 

All 

0.0177 

1330 

A 

21.0 

0.0292 

1330 

A 

22.7 

0.0315 

1330 

A 

9.30 

0.0129 

1330 

A 

10.3 

0.0143 

1330 

A 

5.70 

0.00792 

1330 

A 

8.00 

0.0111 

1330 

A 

6.70 

0.00931 

1310 

B 

14.7 

0.0204 

147 

1310 

B 

18.0 

0.0250 

1310 

B 

9.00 

0.0125 

1310 

B 

9.30 

0.0129 

1310 

B 

24.7 

0.0343 

1310 

B 

11.3 

0.0157 

1310 

B 

11.0 

0.0153 

1310 

B 

22.0 

0.0306 

1310 

B 

13.0 

0.0181 

1310 

B 

14.0 

0.0194 

(1)  See  Figure  2.11. 

(2)  See  introductory  text  in  this  Appendix  for  an  explanation  of  fractions  of  bubbles  in  the  data  tables. 
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Table  C-7.  INF  measurement  data  for  moderated  source 


2/18/93 

Detector  I W  (No  Other  Detectors  Present) 


distance 

counts  per 

average 

lime 

icm) 

100  seconds 

cos 

r  (cm\ 

-  cos 

1120 

100 

1.22E+05 

1220 

100 

1220 

1122 

100 

1.22E+05 

1220 

200 

368 

1125 

100 

1.22E+05 

1220 

1134 

200 

3.72E+04 

372 

1 

1136 

200 

3.61  E+04 

361 

A 

1137 

200 

3.72E+04 

372 

I 

Detector:  INF  (Other  Detectors  Present) 


distance 

counts  per 

average 

time 

(cm) 

100  seconds 

cos 

cos  m 

1258 

100 

1.20E+05 

1200 

1210 

1300 

100 

1.20E+05 

1200 

1303 

100 

1.20E+05 

1200 

1310 

100 

1.21E+05 

1210 

1313 

100 

1.21E+05 

1210 

1315 

100 

1.21E+05 

1210 

1330 

100 

1.21E+05 

1210 

1333 

100 

1.21E+05 

1210 

1336 

100 

1.20E+05 

1200 

(1)  includes  all  100cm  measurements. 
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Appendix  D 

RDE  Data  from  Tests  at  the  Los  Alamos  Simulation  Facility  (LASF) 


Appendix  D  contains  a  listing  of  data  collected  during  the 
week  of  RDE  testing  at  che  Los  Alamos  Simulation  Facility  (LASF) 
The  data  are  presented  in  the  following  order: 

•  Background  measurement  data 

•  2S2Cf  measurement  data 

•  Radial  measurement  data  for  the  INF  detector  with 
"nominal"  252Cf  source 

•  Am (Li)  measurement  data  for  unshielded  sources 

•  Am (Li)  measurement  data  for  shielded  sources 


0-2 


Table  0-1.  Background  measurement  data. 


(pagel  of  4) 


Detector. 

NNV-47QA* 

3/30/93 

average 

average 

time 

counts/20sec 

fiauoisgQsss 

SB& 

0900 

1 

1 

3 

2.14 

0.107  - 

1 

3 

2 

4 

3 

1 

5 

2 

3 

6 

2 

0 

1 

1 

2 

2 

1 

1 

0915 

1 

1 

1 

1.88 

0.0938 

1 

0 

1 

6 

1 

2 

2 

1 

4 

1 

2 

3 

3 

1550 

0 

3 

2 

1.25 

0.0625 

0 

3/31/93 

0905 

1 

2 

2 

1.90 

0.0950 

3 

2 

3 

0 

4 

1 

1 

1330 

5 

5.00 

0.250 

1345 

1 

1.00 

0.050 

4/1/93 

0900 

3 

6 

5 

3.75 

0.19 

4 

7 

6 

1 

1 

1 

2 

3 

6 

1315 

2 

2.00 

0.100 

1415 

3 

3 

5 

3.83 

0.19 

3 

3 

2 

2 

7 

4 

4 

5 

5 

0-3 


Table  D-1.  Ba  -I'^round  measurement  data 
(page  2  of  4) 


Detector 

INF 

3/30/93 

average 

average 

lim§ 

counts/1  OOsec 

counts/1  OOsec 

cos 

0945 

206 

225 

237 

2.37  . 

246 

232 

271 

239 

1315 

383 

385 

384 

3.84 

1430 

330 

352 

343 

3.43 

347 

1515 

391 

362 

377 

3.77 

1550 

362 

362 

3.62 

1720 

398 

368 

383 

3.83 

3/31/93 

0905  355  370  380 


416 

1233  220  240  230 

1330  686  686 


D-4 


4/1/93 


0900 

822 

885 

875 

8.75 

873 

880 

917 

1030 

374 

374 

3.74 

1315 

971 

1020 

990 

9.90 

984 

983 

1415 

907 

902 

914 

9.14 

933 


Table  D*1.  Background  measurement  data 
(page  3  of  4) 


Detector: 

Jomar  Model  JSP~12 

3/30/93 

average 

average 

time 

counts/IOOsei 

5  counts/1  OOsec 

CDS 

0900 

42 

39.3 

0.393 

35 

41 

0915 

35 

34.7 

0.347 

29 

40 

1440 

36 

47.5 

0.475 

48 

57 

49 

1515 

30 

29.5 

0.295 

29 

1550 

33 

33.0 

0.330 

1720 

47 

46.0 

0.460 

45 

! 

3/31/93 

0905 

69 

49.7 

0.497 

40 

40 

1330 

70 

70.0 

0.700 

1345 

76 

76.0 

0.760 

4/1/93 

0900 

116 

103 

1.03 

86 

108 

i 

1315 

91 

91.0 

0.910 

1415 

80 

87.3 

0.873 

68 

114 

i-5 


Table  0*1.  Background  measurement  data 
(page  4  of  4) 


Detector: 

INF 

3/30/93 

average 

average 

time 

sQumsfl-POses 

sguntsflflasss 

0945 

206 

225 

237 

2.37  . 

| 

246 

232 

271 

239 

1  1315 

383 

385 

384 

3.84 

1430 

330 

352 

343 

3.43 

347 

1515 

391 

362 

377 

3.77 

1550 

362 

362 

3.62 

1720 

398 

368 

383 

3.83 

3/31/93 

0905 

355 

370 

380 

3.80 

416 

1233 

220 

240 

230 

2.30 

1330 

686 

686 

6.86 

4/1/93 


0900 

822 

885 

875 

8.75 

873 

880 

917 

1030 

374 

374 

3.74 

1315 

971 

1020 

990 

9.90 

984 

983 

1415 

907 

902 

914 

9.14 

933 

Tibia  0-2.  CaJUfocnktm  nwatiwmtni  data 


Catbratad  Cf  Ua* aunmanta  Datacton  1m  from  Some a 
3/31/93 
1330 


Nominal  Cf  Rod*  Uaamramant* 
3/30/93 
1330 


Detector  NNV-470A* 

Detector  INF 

average 

average 

average 

r(  cm) 

ffpgnta/I.QPs 

rfcm) 

cos 

counts/20sec 

counts/20sec 

cos 

50 

7450 

50 

75.5 

32 

31.7 

0.317 

50 

7650 

75 

40.2 

30 

75 

3940 

100 

26.4 

33 

75 

4100 

125 

18.4 

100 

2600 

150 

14.6 

Detector  Ludlum  Model  42-9  j 

100 

2670 

200 

10.5 

125 

1820 

average 

average 

125 

1860 

counts/120sec 

counts/1 20sec 

150 

1400 

99 

92.0 

0.920 

150 

1520 

83 

200 

1070 

94 

200 

1020 

Detector:  Jomar  Model  JSP-12 


counts/1  OOsec 
12840 

12940 

average 
counts/1  OOsec 

12900 

average 

SOS 

129 

Detector:  INF 

counts/1  OOsec 
27100 

27000 

26900 

average 
counts/1  OOsec 

27000 

average 

CDS 

270 

Table  D-3.  Am(U)  measurement  data  for  unshielded  source. 

(page  1  of  2) 


weak  Am(LQ  Meosumments-Oefecton  1m  from  Unshielded  Source 


3/30/93 

Detector:  NNV-470A* 

average 

average 

time 

counts/20sec  counts/2Qsec 

CDS 

1100 

1  1  1.90 

0.0950 

Detector:  Ludlum  Model  42-9 


coants/120sec 

1  3 

2  4 


average 

counts/l20sec 

2.50 


Detector:  Jomar  Model  JSP-12 


time 

1100 

munis/ 

lOOsec 

average 
counts/1 00s 

77 

83 

78.0 

76 

76 

1440 

87 

86 

86  5 

average 

CDS 

0.0208 


average 

cps 

0.780 


Detector:  INF 

average 


average 

CPS 

3.79 


Weak  Am(J)  Measurements— Detectors  0.5m  from  Unshielded  Source 


3/31/93 

Detector.  NNV-470A* 

time 

1315 

<fflint?/2Q^S 

2  2 

4  3 

4 

average 

cgyntj^Qsgc 

3.00 

average 

cos 

0.150 

Detector: 

Ludlum  Model  42-9 

time 

1315  * 

counts/1 20sec 

4 

average 
counts/1 20sec 

4.00 

average 

cos 

0.0333 

0-8 

Tab!*  D*3.  Am(U)  m*asur*m*nt  data  for  unshialdad  source 

(peg*  2  of  2) 


Strong  Am(Li)  Mooaunments-Oetecton  1m  from  Unshielded  Source 
3/30/93 


Deted 

lor  NNV-470A* 

time 

1555 

counts/20sec 

average 

counts/20sec 

average  I 

CPS  I 

71  71 

71  45 

65 

652 

3.26  1 

Detector 

Ludlum  Model  42-9 

time 

1555 

counts/1 20sec 
123  135 
139 

average 

cotints/.120?gs 

132 

average 

CPS 

1.10 

Detector  Jomar  Model  JSP-12 

time 

1555 

count*"  nOsec 
11350  11263 

11270 

average 
coufits/1  OOsec 
11300 

average 

CDS 

113 

Oetector  INF 

time 

1555 

counts/1  OOsec 
41200  41100 

41300  41400 

average 
counts/1  OOsec 
41300 

average 

CDS 

413 

Strong  Am(Li)  Measurements -Detectors  0.5m  from  Unshielded  Source 
3/31/93 

Detector.  NNV-470As 

time 

counts/20sec 

average 

counts/20sec 

average 

CPS 

1015 

230  199 
197  244 
217  208 
240  217 
213  214 

218 

10.9 

Detector  Ludlum  Model  42-9 

time 

counts/1 20sec 

average 

<aanM129sss 

average 

CPS 

1020  426  414  424  3.53 


Table  D-4A.  Am(U)  measurement  data  for  “weak“  shielded  source. 

(page  1  of  2) 


WeakAntfU) 

3/30/93 


Messuremects-Diticton  fm  from  Shotted  Source 
Detector  NNV-470AS 


average 


average 


Detector  Ludlum  Model  42-9 


0.117 


average 


Detector  Jomar  Model  JSP-12 


average 


average 

cos 

0.00833 


average 

CDS 

0.655 


0.757 


0.750 


0.487 


0.393 


Tabto  P-4A.  Am(U)  m>MUff»mml  data  for  W  tWild<d  source 

(page  2  of  2) 


Weak  AmfU)  Measuremerts-Oetectors  1m  from  Shielded  Source 

(continued) 

3/30/93 

Detector  INF 


counts/1  OOsec 

453  414 

425  442 

404 


average 
counts/1  OOsec 
428 


average 

cos 

4.28 


534  508 

442  499 


486  534 

502 


412  435 

438 


388  387 


Weak  AmfU)  Measurements-Detectors  0.5m  from  Shielded  Source 
3/31/93 

Detector.  NNV-470AS 


average 


C9UntsgQ$e.<?  cpunts/ 

4  2  3  3.6 

2  7 

Detector  Ludlum  Model  42-9 


average 

£B§ 

0.180 


average 


S?unj?/12Q§SS 

2 


average 

cos 

0.0167 


Table  D-4B.  Am(U)  measurement  data  for  "strong"  shielded  source. 

(page  1  of  7) 


Detector  NNV-47QA* 

Strong  Am(U)  Measurements-Detector  1m  from  Shielded  Source 
4/1/93 


Shying;  §,7.2<3nPQtV 


averaoe 

average 

lime  aeuategiteag 

samflsfigteas 

CDS 

1325  102 

109 

112 

110 

5.48 

116 

114 

115 

116 

101 

105 

117 

98 

ShiekHna:  3.50cm  Poiv 

1325  131 

151 

152 

160 

7.98 

163 

163 

156 

182 

158 

174 

165 

Shieldina:  8.26cm  Polv 

1325  73 

54 

62 

54.8 

2.74 

67 

51 

59 

46 

58 

57 

56 

47 

27 

Shieldina:  13.3cm  Polv 

1325  26 

17 

15 

18.0 

0.90 

16 

12 

12 

24 

21 

19 

12 

25 

17 

Shieldina:  18.4cm  Polv 

1325  12 

10 

16 

10.2 

0.511 

10 

12 

7 

10 

9 

6 

Shjek?ingi..22t5gn_E2te 

1325  10 

6 

11 

8.92 

0.446 

5 

9 

4 

6 

7 

12 

8 

14 

16 

8 
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Table  D-4B.  Am(U)  measurement  data  for  ’‘strong"  shielded  source 

(page  2  of  7) 


Detector  NNV-470A* 

Strong  ArnfU)  Measurements-Detector  1m  torn  Shielded  Source 
4/1/93 

Shielding  5.72cm  Polv 

average  average 

time  counts/20sec  SQU£SsS9SS&  SJ§ 


1325  102 

109 

116 

114 

116 

101 

117 

98 

Shielding:  3.50cm  Polv 

1325  131 

151 

163 

163 

182 

158 

165 

Shielding:  8.26cm  Polv 


1325  73 

54 

67 

51 

46 

58 

56 

47 

Shielding:  13.3cm  Polv 

1325  26 

17 

16 

12 

24 

21 

12 

25 

Shielding:  18.4cm  Polv 


1325 

12 

10 

10 

12 

10 

9 

$hiqldin<i'  21§m  fi 9ly 


1325  10 

6 

5 

9 

6 

7 

8 

14 

8 

112  110  5.48 

115 

105 


152  160  7.98 

156 

174 


62  54.8  2.74 

59 

57 

27 


15  18.0  0.90 

12 
19 
17 


16  10.2  0.511 

7 
6 


1 1  8.92  0.446 

4 

12 
15 
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Table  D-4B.  Am(U)  measurement  data  for  "strong”  shielded  source. 

(page  5  of  7)  . 


Table  0-48.  AmfLl)  measurement  data  for  "strong”  shielded  source 

(paged of  7) 


Meet  or  INF 

Strong  Am(U)  Mtsumm*rt*-C*t»ctor  1m  from  Sfmtd»d  Source 
3/30/83 


to*  amnti/IWiwc 

1555  26100 

26500 
26400 


average 

counts/1  OQeac 
26300 


avenge 
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Table  D-4B.  Am(U)  measurement  data  for  "strong"  shielded  source. 

(page  7  of  7) 
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